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A STUDY  OF  THE  VELOCITY  STRUCTURE  IN  A MARINE  BOUNDARY  LAYER 
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by 
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Submitted  to  the  Department  of  Ocean  Engineering  in  partial  fulfillment 
of  the  requirements  for  the  degree  of  Doctor  of  Philosophy. 

ABSTRACT 

-~t>  The  design  and  operation  of  a unique  flow  measuring  instrument  for 
bottom  boundary  layer  studies  in  the  marine  environment  is  documented. 

The  effectiveness  of  the  instrument  in  acquiring  data  with  which  models 
of  near  bottom  flows  in  the  ocean  can  be  tested  is  demonstrated  by  the 
results  of  a field  experiment  in  Vineyard  Sound. 

The  instrument  uses  four  sensors  which  measure  the  mean  and  fluc- 
tuating parts  of  the  three  components  of  the  velocity  vector  at  four 
heights  above  the  sea  bed.  The  sensors  employ  the  acoustic  travel  time 
difference  technique,  and  are  designed  to  minimize  sensor-induced  flow 
disturbances.  BASS,  an  acronym  for  Benthic  Acoustic  Stress  Sensor,  has 
a resolution  of  .033  cm/sec  per  least  bit,  a range  of  ^62  cm/sec,  noise  t ^ 

of  .07  cm/sec  in  10  sec,  and  an  estimated  accuracy  of/^.5  cm/sec,  re- 
ferred to  an  iji  situ  zero  point.  A complete  set  of  velocity  measure- 
ments is  made  every  .750  seconds,  each  measurement  being  the  vector 
component  averaged  over  15  cm.  The  data  is  internally  recorded  on 
digital  cassette  tape.  Eight  hours  of  continuous  data  can  be  recorded. 

BASS  was  deployed  in  a tidal  flow  in  Vineyard  Sound  at  a depth  of 
10  m where  a time  series  of  u,  v,  and  w velocities,  at  26  cm,  46  cm, 

96  cm,  and  210  cm  above  the  bottom  was  recorded. ^(The  mean  velocity  was 
determined  by  fitting  each  6 hour  series  with  a sixth  order  polynomial 
and  the  deviations  from  the  polynomial,  the  fluctuating  velocity  com- 
ponents, were  correlated  to  produce  Reynolds  stress  profiles.  The 
stress  series  shows  very  few  negative  stress  events  while  the  dominant 
positive  events  have  an  average  duration  of  5 seconds  and  exceed 
30  dynes/cm2. 

Zero  offset  was  removed  from  the  mean  by  assuming  a log  profile  at 
maximum  ebb.  Deviations  from  a log  profile  developed  when  the  current 
dropped  below  40%  of  maximum,  i.e. , when  the  flow  could  no  longer  be  con- 
sidered steady.  A break  in  the  Reynolds  stress  profile  at  1 m suggested 
a larger  length  scale  than  the  1 cm  bottom  roughness  was  present  in  the 
flow.  A value  of  u#  was  determined  by  using  the  quadratic  drag  law 
(uA  = 1.56  cm/sec),  the  log  profile  method  (u^  = 1.60  cm/sec),  and  the 


eddy  correlation  method  (u#  = 1.91  cm/sec).  Integral  length  scales 
of  5 m cross-stream,  and  2.5  m vertically  were  identified  by  correla 
tion  calculations.  Two  length  scales  were  present  in  the  downstream 
direction,  5 m within  1 meter  of  the  wall  and  8 m further  from  the 
wall. 
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PREFACE 


This  thesis  documents  the  development  of  instrumentation  to 
measure  benthic  boundary  layer  flow  and  its  test  in  a tidal  channel 
in  Vineyard  Sound.  An  understanding  of  the  characteristics  of  bottom 
boundary  layer  flows  is  necessary  in  order  to  determine  the  attributes 
this  instrument  must  possess  to  perform  its  designated  task.  For 
this  reason,  and  because  this  thesis  may  be  read  by  scientists  inter- 
ested in  near  bottom  flow  measurements  who  are  not  fluid  dynamicists, 
there  is  a basic  discussion  of  the  scaling  parameters  of  turbulent 
boundary  layers. 

The  results  of  the  field  test  are  presented  as  a unique  data  set 
in  which  the  three  components  of  the  velocity  vector  at  four  levels 
above  the  seabed  were  sampled  simultaneously  with  the  data  being  ob- 
tained from  sensors  having  an  averaging  volume  with  a characteristic 
dimension  of  15  cm.  The  data  are  presented  and  interpreted  as  a dem- 
onstration of  the  potential  of  the  instrument  rather  than  as  a contri- 
bution to  the  understanding  of  turbulent  estuarine  boundary  layers. 

The  contribution  of  this  thesis  is  neither  the  data  set  nor  its  inter- 
pretation, but  rather  the  proven  capability  of  the  instrumentation  to 
make  superior  measurements  from  which  models  can  be  tested  and  our 
knowledge  of  marine  boundary  layer  flows  increased. 

The  quality  of  the  measurements  from  this  instrument  approaches 
that  previously  obtainable  only  from  flume  studies.  The  instrument 
was  tested  in  the  sea  rather  than  in  a flume  for  the  practical  reasons 
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of  economics  and  availability.  Large  flumes  (deeper  than  two  meters) 
are  generally  expensive  and  unavailable  while  a nearby  natural  flow 
was  readily  accessible.  The  individual  sensors  were  tested  in  a small 
tow  tank,  but  the  real  test  of  the  system  was  its  deployment  in  the  ocean. 
The  reason  for  studying  a boundary  layer  in  nature  rather  them  applying 
laboratory  results  to  natural  flows  lies  in  the  observation  that  not 
enough  is  known  yet  about  the  forcing  functions  and  dynamically  impor- 
tant features  of  natural  flows  to  model  them  entirely  on  laboratory 
measurements.  The  data  collected  primarily  for  the  validation  of  the 
instrument  also  shows  promise  in  increasing  our  understanding  of  shallow 
tidal  flows  under  the  conditions  of  the  field  test. 

Finally,  the  selection  of  material  included  in  this  thesis  can  best 
be  understood  in  the  context  of  the  events  which  lead  to  its  completion. 

In  January  1975,  I gained  familiarity  with  the  instrumentation  possi- 
bilities of  an  acoustic  shearmeter  by  assisting  in  its  construction  and 
testing  while  also  learning  more  about  turbulent  flows  and  helping  to 
produce  research  proposals  to  develop  instrumentation  for  mearuring 
deep-sea  boundary  layer  flows.  Funding  developed  in  1976  and  I began 
construction  of  my  prototype  designs.  The  complete  instrument  was 
ready  for  testing  in  August  1977,  and  was  deployed  in  Vineyard  Sound 
where  the  flow  is  reasonably  simple.  The  data  set  from  this  deploy- 
ment was  subjected  to  computer  analysis  until  early  December.  Along  the  way, 
a suite  of  programs  was  generated  for  data  editing,  plotting,  and  analysis, 
which  resulted  in  plots  of  many  measures  of  this  turbulent  flow. 

Besides  valididating  the  measurement  technique,  the  results  were  applied 
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to  a simple  model  of  a boundary  layer  flow  which  was  later  expanded  to 
include  the  effects  of  unsteadiness  and  multiple  length  scales. 
Additional  models  and  analysis  schemes  have  been  brought  to  my  attention 
through  my  attempts  to  interpret  the  data  set.  These  must  however 
remain  the  target  for  future  work. 


CHAPTER  1 
INTRODUCTION 

The  thrust  of  the  research  documented  in  this  thesis 
has  been  directed  toward  achieving  two  goals:  the  first  is  to  pro- 
vide ocean  scientists  with  a unique  tool  capable  of  making  detailed 
measurements  of  the  velocity  structure  in  a marine  boundary  layer, 
and  the  second  goal  is  to  demonstrate  the  ability  of  this  instrument 
to  obtain  significantly  better  measurements  than  can  be  obtained  with 
existing  instruments  so  that  our  understanding  of  boundary  layer  flow 
processes  can  be  increased.  The  motivation  behind  this  stems  from  the 
need  expressed  by  investigators  in  many  ocean-related  disciplines  for 
engineering  data  associated  with  the  transport  processes  in  near  bottom 
flows.  The  dynamics  of  the  flow  in  the  immediate  vicinity  of  the  sea 
bed  govern  the  fluxes  of  heat,  momentum,  chemical  species,  and  sediment, 
and  also  play  a dominant  role  in  the  formation  and  alteration  of  sediment 
bedforms.  A detailed  engineering  investigation  of  the  flow  parameters 
in  a geophysical  boundary  layer  is  necessary  to  gain  insight  into  such 
varied  problems  as  the  interchange  of  thermal  and  kinetic  energy 
between  the  bottom  waters  and  the  sediments , the  transport  of  these 
sediments,  the  refraction  of  acoustic  signals,  and  the  operating 
conditions  for  engineering  projects,  oceanographic  experiments, 
contained  sea-bed  waste  disposal  and  deep  sea  mining.  The  inter- 
action of  the  stresses  at  the  boundary  with  the  interior  flow  is  an 
important  phenomena  to  understand  in  order  to  model  the  dynamics  of 
the  global  flow  of  the  interior  of  the  ocean. 
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Most  boundary  layer  research  has  been  performed  in  wind 
tunnels,  flumes  and  in  the  atmosphere.  The  relatively  few  field 
measurements  made  in  the  ocean  have  used  sensors  which  lacked  the 
ability  to  simultaneously  produce  time  series  of  the  three  components 
of  the  velocity  vector  at  various  distances  from  the  bottom.  Deep 
sea  experiments  using  visual  and  mechanical  measuring  techniques 
have  given  only  coarse  estimates  of  the  flow  conditions  on  the  bottom. 

The  first  part  of  this  study  presents  a summary  of  the 
important  scales  and  velocity  relationships  in  turbulent  boundary 
layers,  describes  methods  of  investigating  the  parameters  in  such  a 
flow  in  the  marine  environment,  and  then  traces  the  design  and 
development  of  a new  instrument  capable  of  supplying  velocity  data 
crucial  to  the  understanding  of  marine  boundary  layer  processes. 

The  instrument  represents  the  state  of  the  art  in  making  velocity 
fluctuation  measurements  in  the  sea  with  adequate  resolution  so  that 
the  fluctuating  components  of  the  velocity  can  be  separated  from  the 
mean  flow.  In  the  second  part  of  this  study,  the  results  of  field 
work  in  a near  shore  boundary  layer  using  the  instrument  are  presented. 
The  analysis  of  the  data  set  from  this  field  study  demonstrates  the 
unique  capabilities  of  this  tool  for  making  inroads  into  the  study  of 
marine  boundary  layers.  Clearly,  advances  in  our  understanding  of 
geophysical  boundary  layers  depend  on  the  ability  to  make  measurements 
of  the  type  described  in  this  last  section. 
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1 . 1 Turbulent  Boundary  Layer  Scales 


One  of  the  difficulties  in  investigating  turbulent  boundary 
layers  is  the  presence  of  a multiplicity  of  length  scales.  It  is  the 
purpose  of  this  section  to  summarize  the  various  scaling  parameters 
in  a steady,  horizontally  homogeneous,  unstratifiec^  turbulent  boundary 
layer.  In  the  ocean  all  of  the  above  assumptions  are  generally 
violated  as  a whole  or  individually.  However,  the  simple  model 
developed  from  such  a discussion  provides  a useful  foundation  to 
help  understand  what  characteristics  a velocity  sensor  must  have  in 
order  to  make  successful  measurements  in  marine  boundary  layers.  It 
also  helps  in  understanding  the  limitations  involved  in  making 
boundary  layer  measurements. 

Most  of  the  large  scale  boundary  layer  flows  in  nature 
such  as  in  estuaries,  in  the  atmosphere,  and  near  the  ocean  bottom 
are  turbulent  and  time  dependent.  The  characteristically  high 
Reynolds  numbers  associated  with  such  flows  are  a consequence  of 
their  large  length  scales.  The  early  work  on  high  Reynolds  number 
boundary  layers  was  performed  in  fluid  mechanics  laboratories.  The 
discussion  to  follow  is  based  on  these  laboratory  studies.  A de- 
tailed treatment  of  turbulent  boundary  layers  can  be  found  in 
standard  texts  such  as  Schlichting  (1968)  or  Tennekes  and  Lumley 
(1972) , or  in  classical  works  such  as  Clauser  (1956) . 

One  way  of  treating  the  problem  of  multiple  length  scales 
is  to  consider  the  scaling  parameters  of  the  flow  starting  at  the 
solid  boundary  and  continuing  upwards  to  the  free  surface. 


At  the  solid  boundary,  an  assumption  must  be  made  about 


the  geometry  of  the  wall.  Assuming  for  the  moment  a flat,  mirror- 

smooth  surface,  the  no  slip  boundary  condition  requires  the  existence 

of  a region  near  the  solid  wall  where  viscosity  must  play  a role. 

Physically,  the  flow  is  retarded  near  the  wall  and  this  fluid- 

solid  interaction  manifests  itself  as  a shear  stress  on  the  boundary. 

This  bottom  shear  stress,  t.  , may  be  used  to  define  the  friction 

b 

velocity,  u#,  defined  as, 

u,  *(S)4  (1.0 

where  p is  the  fluid  density.  The  friction  velocity  is  not  a 
directly  observable  quantity,  but  rather  a characteristic  scaling 
parameter  in  turbulent  flows  with  the  units  of  velocity. 

An  estimate  of  the  length  scale  over  which  viscous  effects 
are  important  is  obtained  from  the  ratio  of  the  kinematic  viscosity, 
v(cm2/sec),  to  the  friction  velocity,  u^Ccm/sec),  that  is, 

0.2) 

The  shear  stress  in  the  fluid  is  of  a viscous  nature  over  a distance  Lp 
from  the  boundary,  and  so  the  bottom  stress  can  be  written: 

r.  = pt&L  03) 

h 6 z 

t*o 

where  U is  the  horizontal  velocity  and  z is  the  vertical  distance 
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coordinate  up  from  the  bottom.  Substituting  the  definition  of  u4 
given  by  Eg.  (1.1)  and  integrating  the  above  expression,  a linear 


velocity  distribution  results: 

U . az 

u.  P 
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Experimentally,  it  has  been  found  that  this  relationship  holds  over 
a region  which  has  a thickness  on  the  order  of  Sv/u^  (Schlichting, 
1968) . This  region  in  which  viscosity  dominates  is  called  the 
viscous  sublayer. 

Relaxing  the  assumption  of  a smooth  boundary,  and  intro- 
ducing roughness  elements  of  a characteristic  length,  k , on  the 
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solid  wall  can  cause  dramatic  changes  in  the  flow  near  the  wall. 

When  < 5^Ujf  , the  flow  is  termed  hydrodynamically  smooth. 

If  the  scale  of  the  roughness  elements  approaches  the  characteristic 
dimension  of  the  viscous  sublayer;  that  is,  if  K > 5*%«  , then 

the  sublayer  cannot  form  because  it  is  broken  up  by  the  turbulence 
shed  from  the  roughness  elements.  The  flow  is  said  to  be  in  a 
transitional  regime  between  hydrodynamically  smooth  and  rough  flow 
when  5 < <.  70  • Completely  rough  turbulent  flow  exists 

when  vaA/P  >70  ; nA/P  is  often  called  the  roughness  Reynolds 

number  (Nikuradse,  1933)  and  is  seen  to  be  the  ratio  of  sublayer 
thickness  to  the  roughness  height. 

For  practical  situations  in  the  ocean,  v/u#  is  usually  much 
smaller  than  the  bottom  roughness  scale,  and  so  a viscous  sublayer 
would  not  be  expected;  however  even  in  the  case  of 
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the  sublayer  thickness  would  be  on  the  order  of  millimeters  which 
would  indeed  be  a challenge  to  the  observational ist. 

In  the  case  of  a rough  boundary  for  which  * 

the  length  scale  in  the  wall  region  is  k^.  As  the  distance  from  the 
wall  is  increased,  the  effects  of  the  boundary  become  less  pro- 
nounced, and  eventually  the  flow  is  unaffected  by  the  wall's  presence. 
Ultimately  rotational  or  stratification  effects  become  dominant  and 
determines  the  thickness  of  the  layer.  At  this  distance  the  scaling 
length  is  the  thickness  of  the  boundary  layer  itself.  Typically  this 
boundary  layer  thickness,  6,  is  arbitrarily  defined  as  the  point 
where  the  mean  horizontal  velocity  is  98%  of  the  free  stream  velocity. 

Three  scaling  lengths  have  now  been  identified,  v/u^,  1^, 
and  6 . The  boundary  layer  thickness  is  many  times  larger  than  the 
roughness  length  or  sublayer  thickness,  and  since  the  range  of 
separation  of  the  two  scales  is  so  great,  there  is  a region  away 
from  the  boundary  where  k^  is  too  small  to  be  dynamically  important 
and  6 is  too  large  to  have  any  effect.  This  level  where  the  vertical 
separation  from  the  boundary,  z,  satisfies  both  ZA  \ and 
Vs«l  is  called  the  inertial  sublayer.  The  scaling  parameter 
for  length  in  the  inertial  sublayer  is  simply  z,  the  distance  from  the 
boundary.  This  region  is  characterized  by  the  absence  of  significant 
viscous  effects,  and  the  shear  stresses  are  due  to  the  turbulent 
velocity  fluctuations.  These  turbulent  stresses  will  be  discussed 
in  detail  later  in  this  chapter,  but  at  present  it  should  be  men- 
tioned that  these  stresses  scale  as  u*2 , and  that  they  are  approximately 
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constant  in  the  inertial  sublayer  as  can  be  shown  from  the  equations 
of  motion  (see  for  example  the  discussion  in  Tennekes  and  Lumley 
(1972)  pp.  149-153).  Many  experiments  carried  out  in  flumes,  wind 
tunnels,  and  pipes  have  shown  that  in  the  inertial  sublayer  the 
velocity  distribution  is  logarithmic.  These  types  of  observations 
formed  the  impetus  for  the  work  of  von  Karman  and  Prandtl.  Theodore 
von  Karman  in  1930  first  derived  the  logarithmic  profile  for  hydro- 
dynamically  smooth  flow  using  a similarity  argument.  Prandtl  sub- 
sequently developed  the  logarithmic  velocity  distribution  for  hydro- 
dynamical  ly  rough  conditions  using  a mixing  length  approach. 

Assuming  a layer  of  constant  stress,  the  variation  of  mean 
velocity  with  height  can  be  expressed  in  terms  of  the  scaling  parameters 
of  the  inertial  sublayer;  uA  is  the  relevant  velocity  scale  and  z the 
length  scale: 

dU  s CU* 
i 

where  c is  a constant.  This  expression  integrates  to 

^ - = CoUi+C,  (1.5^ 

where  cQ  and  c^  must  be  determined  experimentally.  The  constant,  cQ, 
is  usually  written  , tc  being  von  Karman' s constant  which  is  approxi- 
mately equal  to  0.4  for  clear  water.  Suspended  material  in  the  flow 
tends  to  decrease  the  value  of  k,  and  values  as  small  as  .26  have 
been  reported  (Raudkivi,  1967). 
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The  empirically  determined  constant,  c,  is  related  to  the 
roughness  of  the  boundary,  and  the  logarithmic  velocity  profile  is 


usually  written  in  a form  that  reflects  this 


y ~ iini 

U,  * 2. 
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where  zQ  is  a parameter  reflecting  the  roughness  height  for  the 
boundary.  Over  a rough  boundary  zQ  has  been  shown  by  experiments 
to  be  dependent  on  the  characteristic  dimension  of  the  roughness 


elements , 


V by 


the  relation 
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where  N depends  on  the  roughness  Reynolds  number  of  the  flow  and 
is  the  equivalent  sand  grain  roughness  (Nikuradse,  1933).  For 
completely  rough  turbulent  flow  N is  equal  to  30;  while  for  transi- 
tional flows  it  has  a value  near  22. 

The  above  model  of  the  logarithmic  boundary  layer  profile 
has  been  derived  for  steady  unstratified  flow  which  is  free  of  sus- 
pended matter  and  is  horizontally  homogeneous.  If  these  assumptions 
are  violated,  deviations  from  logarithmic  behavior  would  be  expected. 
Stratification  could  put  a lid  on  the  log  layer  and  shorten  its 
vertical  extent;  while  suspended  material  would  decrease  k and  thus 
alter  the  slope  of  the  log  profile. 

Two  other  length  scales  in  the  boundary  layer  ',l,ould  be 


mentioned  since  they  would  be  important  depending  on 


:uation 
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under  analysis.  The  smallest  scale  of  eddies  which  should  exist 
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represents  the  scale  at  which  the  eddies  are  dissipated  by  viscosity. 
In  the  inertial  sublayer  this  length  scale,  known  as  the  Kolmogorov 
fine  scale,  is  given  by 

L-"  [(£)*“*]  * °'7) 


where  z is  the  vertical  distance  from  the  boundary  (Tennekes  and 
Lumley,  1972). 

On  a much  larger  scale,  oceanic  and  atmospheric  flows  feel 
the  effects  of  the  earth's  rotation.  The  scaling  velocity  can  still 
be  taken  as  u#  but  the  length  scale  must  take  the  Coriolis  parameter, 
f(sec  l) , into  account.  The  thickness  of  this  layer,  called  the 
Ekman  layer,  would  then  be  on  the  order  of  u4/f.  Wimbush  and  Munk 
(1971)  estimate  the  Ekman  layer  height  to  be  Ku^/f.  If  the  Coriolis 
force  is  indeed  felt,  as  in  the  case  of  an  ocean  basin  with  great 
horizontal  extent,  then  theory  shows  (for  example  Tennekes  and  Lumley, 
1972)  that  the  velocity  vector  will  deflect  towards  the  right  with 
increasing  distance  from  the  bottom  in  response  to  the  Coriolis 
force.  Monin  and  Obukhov  (1954)  indicate  the  height  of  the  constant 
stress  layer  as 

^•constant 

where  is  the  free  stream  velocity. 
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In  tidal  flows  and  for  boundary  layers  under  waves,  the 
radian  wave  frequency,  u>,  scales  the  boundary  layer  thickness  as. 


where  tc  is  von  Karman's  constant  and  UJ  - /T  , T being  the  period 
of  the  oscillation.  These  flows  have  been  investigated  by  Kajiura 
(1964),  Grant  and  Madsen  (1977),  and  Smith  (1977). 

Table  1.1  (in  part  from  Wimbush,  1976)  and  Figure  1.1 
illustrate  order  of  magnitude  estimates  of  the  various  layer  thick- 
nesses in  three  flow  regimes  in  the  ocean. 

Note  the  critical  dependence  on  ut  in  the  calculations  lead- 
ing to  Table  1.1.  The  next  section  (1.2)  will  describe  the  methods 
used  to  obtain  u4.  The  above  discussion  on  the  structure  of  the 
boundary  layer  is  based  largely  on  measurements  executed  under 
laboratory  conditions  in  which  the  mean  flow  was  fully  developed, 
stationary,  neutrally  stable  and  horizontally  homogeneous. 

In  the  ocean  the  mean  flow  is  constantly  changing  and, 
depending  on  location,  the  fluctuations  can  be  over  time  scales 
ranging  from  seconds  to  months.  The  ill  situ  measurements  of  Heathershaw 
(1974)  and  Gordon  (1974)  have  demonstrated  that  turbulent  fluctuations 
occur  intermittently  near  the  boundary  and  hence  the  transport 
processes  in  the  boundary  layer  require  careful  time  series  analysis. 
This  concept  of  intermittency  must  be  kept  in  mind  when  dealing  with 
the  dynamics  of  the  boundary.  Intermittency  as  it  relates  to  the 
present  study  will  be  treated  in  a later  section  (1.2.4). 
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The  field  research  undertaken  to  demonstrate  capabilities 
of  the  instrumentation  system  developed  for  this  thesis  was  performed 
in  a shallow  water  (*v  10  m)  tidal  current.  The  question  raised  is: 

What  can  the  type  of  data  from  this  instrument  say  about  how  well 
current  boundary  layer  models  describe  unsteady  flow  in  shallow  water? 
It  is  expected  that  the  value  of  ut  will  be  a time  varying  function 
which  should  reflect  the  state  of  the  tide  (Kajiura,  1964).  Since 
the  bottom  stress  is  proportional  to  the  friction  velocity,  this 
has  important  implications  for  sediment  transport  in  tidal  currents. 

In  contrast  to  the  deep  ocean,  the  flow  in  a shallow  tidal 
channel  will  exhibit  no  veering  of  the  velocity  vector  since  the 
sides  of  the  channel  will  prohibit  the  effect  of  the  Coriolis  force 
from  being  significant  to  the  dynamics  of  the  flow.  The  driving 
force  in  shallow  water  in  the  case  investigated  is  the  pressure 
gradient  due  to  the  tide  since  no  wind  was  present;  and  under  quasi- 
steady conditions,  a linear  shear  stress  distribution  will  result 
ranging  from  zero  at  the  free  surface  in  the  absence  of  wind  to  a 
maximum  at  the  sediment- water  interface. 

Although  the  hydraulic  forcing  for  the  shallow  water  channel 
is  different  from  that  of  the  deep  ocean,  a constant  stress  layer 
near  the  bottom  is  expected  which  in  turn  would  result  in  a logarithmic 
velocity  profile  when  the  flow  is  fully  developed.  In  the  absence  of 
stratification,  the  logarithmic  profile  might  be  expected  to  exist 
throughout  the  water  column  except  close  to  the  free  surface;  however, 
it  is  more  probable  that  in  an  actual  experiment,  the  density  structure 
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or  the  topography  will  dictate  the  height  of  the  logarithmic 
layer. 

It  is  anticipated  that  the  flow  will  be  intermittent  and 
that  analyses  of  the  velocity  fluctuations  will  reveal  events  re- 
sponsible for  large  amounts  of  momentum  transport,  and  that  these 
events  will  have  a multiplicity  of  scales. 

Keeping  the  foregoing  model  and  these  expected  results  in 
mind,  a discussion  of  previous  experiments  and  methods  of  analysis 
is  in  order. 

1.2  Background,,  to  Methods  of  Investigation  and  Previous  Work 

In  this  section,  the  methods  which  have  been  used  to  in- 
vestigate the  structure  of  the  boundary  layer  in  the  marine  environ- 
ment are  discussed.  The  target  of  these  investigations  predominately 

has  been  an  appropriate  value  for  the  bottom  shear  stress,  t,  . In- 

b 

herent  in  the  analyses  are  important  results  with  regard  to  length 
and  time  scales  in  the  boundary  layer. 
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1.2.1  Quadratic  Drag  Law 

Classically,  the  determination  of  the  shear  stress  at  the 
bottom  boundary  in  channel  flow  is  made  by  measuring  the  mean  hori- 
zontal velocity  over  the  bottom  and  then  invoking  a quadratic  drag  law 
of  the  form : 
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where  t.  = bottom  shear  stress 

b 

= drag  coefficient 
p = fluid  density 
U = mean  horizontal  velocity 
Implicit  in  this  approach  are  the  assumptions  of  steady 
flow  and  no  density  stratification.  The  empirical  constant,  c^,  can 
be  determined  with  the  flow  similitude  approach  of  using  historical 
flume  data  obtained  at  the  same  roughness  Reynolds  number.  As  an 
example,  in  Vineyard  Sound  there  is  a tidal  current  of  'v*  30  cm/sec 
at  a level  100  cm  above  the  gravel  bottom  (.5  - 1.0  cm  dia.  pebbles). 
Following  the  approach  mentioned  above  and  using  data  from  the  text- 
book of  Daily  and  Harleman  (1966) , one  obtains  a frictional  coefficient 
of  5.0  x 10  3 for  the  site  in  Vineyard  Sound.  Interestingly  in  1959 
Bowden,  Fairbairn  and  Hughes  (1958)  made  near  bottom  velocity  measure- 
ments in  a tidal  current  (U  30  cm/sec)  off  Red  Wharf  Bay  in  North 
Wales.  At  that  location  the  bed  was  composed  of  firm  sand  and 
shingle.  By  using  the  logarithmic  profile  technique  (to  be  discussed 
in  the  next  section) , they  obtained  a value  of  c^  = 7.0  x 10  3 as 
defined  by  Eq.  1.8  for  conditions  similar  to  those  described  for 
Vineyard  Sound.  Their  reference  velocity  was  1 meter. 

Although  the  quadratic  drag  law  oversimplifies  the  dynamics 
of  the  flow,  it  does  lend  itself  to  situations  where  horizontal 
velocity  data  is  available  from  only  one  sensor  near  the  bottom.  It 
must  be  remembered  that  the  drag  coefficient  is  a function  of  Reynolds 
number  and  roughness,  and  that  although  it  is  constant  when  the  boundary 
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layer  is  fully  developed,  it  can  vary  considerably  during  periods 
when  the  flow  is  non-steady  (Kajiura,  1964).  Once  a proper  parameter- 
ization of  the  flow  is  made,  future  measurements  can  be  simpler 
because  the  effects  of  roughness  and  turbulence  can  be  treated  through 
the  drag  coefficient. 

1.2.2  Logarithmic  Profile  Method 

"The  logarithmic  velocity  profile  in  the  inertial  sublayer 
is  one  of  the  major  landmarks  in  turbulence  theory.  With 
analytical  tools  of  a rather  general  nature  a very  specific 
result  has  been  obtained,  even  though  the  equations  of 
motion  cannot  be  solved  in  general." 

(Tennekes  and  Lumley,  1972) 

In  section  1.1  the  logarithmic  profile  in  the  inertial  sub- 
layer was  derived,  and  can  be  written  as 

Uw  = £ >*  f. 

A plot  of  U versus  the  Naperian  logarithm  of  z should  yield  straight 
lines  whose  slopes  will  give  u*/k,  and  whose  intercept  with  the  U 
axis  will  yield  zQ.  A value  of  u^  can  thus  be  found  if  a value 
for  tc  is  assumed.  It  is  taken  to  be  0.4  which  is  the  clear  water 
value. 

Sverdrup  (et  al. , 1942)  has  pointed  out  that  measurements 
of  velocity  at  two  levels  are  necessary  to  obtain  values  of  zQ  and 
uA  and  measurements  at  three  or  more  levels  are  required  to  validate 
the  equation  in  the  oceans.  The  first  attempt  at  this  was  performed 
by  Revelle  and  Fleming  using  a pendulum  current  meter  at  the  entrance 
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of  San  Diego  Harbor  in  1937  (Sverdrup,  et  al.,  1942).  Measurements 
in  the  lower  two  meters  in  a tidal  current  of  about  25  cm/sec  showed 
good  agreement  with  the  log  profile;  frictional  stress  of  6 dynes/cm2 
were  computed  along  with  a bottom  roughness  of  2 cm. 

Another  pioneering  study,  this  one  more  detailed,  was  made 
by  Mosby  in  1946,  and  again  in  1949  (Mosby,  1946;  Mosby  1949). 

Figure  1.2  is  reproduced  from  his  first  paper.  It  shows  mean  velocity 
profiles  during  a five  hour  experiment  in  a strong  tidal  current 
north  of  Bergen,  Norway.  He  found  that  for  half  hour  averages  of 
velocity  the  profile  deviated  from  logarithmic  but  longer  averages 
on  the  order  of  hours  "may  very  well  be  interpreted  by  the  usual 
logarithmic  law"  (Mosby,  1946).  In  Mosby's  work  is  seen  the  surfacing 
of  the  time  averaging  problem  which  is  to  plague  hydrodynamists , 
meteorologists  and  oceanographers  in  the  decades  to  come. 

Lesser  (1951)  also  measured  near  bottom  (<  2 m)  mean 
velocities  over  differing  bottom  types  and  also  found  a good  agree- 
ment to  the  log  profile  after  suitable  averaging  similar  to  Mosby. 

More  recently  Wimbush  and  Munk  (1970)  report  a logarithmic  profile  to 
a height  of  two  meters  above  the  bottom  of  the  Pacific  (U  5 cm/sec) . 
Sternberg  (1970)  on  the  other  hand  found  that  in  the  San  Clemente 
Basin  "many  of  the  velocity  profiles  were  not  logarithmic  thus  precluding 
the  analysis  procedure."  Quantitatively  he  estimates  logarithmic  pro- 
files occurred  between  22  and  57  percent  of  the  time  for  his  experi- 
ments off  the  California  coast.  Two  possible  causes  for  this  could 
be  unsteadiness  in  the  boundary  layer  driving  force,  or  multiple 
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roughness  length  scales  as  suggested  by  the  work  of  Smith  and  McLean 
(1977).  Their  work  shows  that  for  a bed  geometry  exhibiting  multiple 
roughness  scales  a series  of  logarithmic  layers  is  expected.  These 
layers  are  stacked  vertically  with  each  successive  layer  correspond- 
ing to  an  increasingly  large  length  scale  feature  on  the  boundary. 

With  these  multiple  scales,  a simple  mixing  length  argument  based 
on  only  one  length  scale  for  the  flow  breaks  down.  Thus,  it  is  not 
surprising  that  observation  of  a continuous  logarithmic  profile  is 
elusive  in  regions  where  differing  bottom  length  scales  exist. 

In  contrast  to  this,  various  field  investigations  and  a 
multitude  of  laboratory  studies  indicate  that  the  logarithmic  velocity 
distribution  is  a permanent  feature  in  steady  turbulent  boundary  layers, 
as  in  a laboratory  flume  or  the  atmosphere.  The  effects  of  the  un- 
steadiness of  the  flow,  the  density  structure,  and  the  bottom  topography 
must  all  be  considered  when  attempting  to  fit  oceanic  observations  to 
a steady,  equilibrium  boundary  layer  model. 

1.2.3  Reynolds  Stresses  and  Eddy  Correlations 

In  this  thesis  a lower  case  letter  with  a tilde  denotes 
the  instantaneous  value  of  a quantity;  an  upper  case  letter  denotes 
a time  averaged  mean  quantity;  and  a lower  case  letter  represents  the 
fluctuating  component.  Using  this  notation,  the  Reynolds  decomposi- 
tion  of  the  time  varying  quantity,  u,  is  defined  as, 

U = U + (A 
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Figure  1.3  illustrates  the  coordinate  system  used  throughout  this 


thesis. 


Proceeding  from  the  equations  of  motion  for  an  incompressible. 


viscous  fluid,  and  using  the  continuity  equation,  one  obtains  the 
Navier-Stokes  equations  which  then  can  be  subjected  to  a Reynold's 
decomposition  to  give  the  steady  state  Reynolds  momentum  equation 
in  tensor  notation: 


„ „ . . pressure  . viscous  Reynolds 

Oo",act“n  - gradient  * stcess  - styress  + Body  Forces 

The  overbar  signifies  a time  average  and 


IT,  Uj  = mean  velocity  components 
u^,  u_.  = fluctuating  velocity  components 
p = density  of  the  fluid 
p = molecular  viscosity 
P = time  averaged  pressure 
i,  j = coordinate  indices  1 = x,  2 = y,  3 = z 
Fi  = body  forces  (F1  = F2  = 0,  F3  = -pg) 

The  vertical  flux  of  momentum  acts  as  an  effective  resistance  to 
motion  and  an  effective  shear  stress.  Turbulent  fluxes  of  momentum 
are  known  as  Reynolds  stresses. 

Symbolically,  the  Reynolds  stress  tensor  can  be  written  as 

tij  = -|05iUj 
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Along  the  diagonals  are  normal  stresses  C^OU*  , ^OV*  , yOW* ) 
which  in  most  flows  over  plane  surfaces  contribute  little  to  the 
transi>ort  of  mean  momentum  (Tennekes  and  Lumley,  1972).  The  normal 
stresses  (acting  as  dynamic  pressures)  do  become  important,  however, 
when  they  reflect  the  form  drag  of  large  objects  in  the  flow.  The  off- 
diagonal  components  of  the  symmetric  matrix  are  the  shear  stress  terms 
which  are  the  major  contributors  to  the  flux  of  momentum  in  turbulent 
flows. 


On  examining  equation  1.9,  there  are  two  terms  which  are 


ii  OVA 

analogous.  The  convective  term  V/j  jrr  represents  the  flux  of 


momentum  due  to  mean  shear  while  the  term 


i 


j is  the  mean  trans- 


port of  fluctuating  momentum  due  to  turbulent  fluctuations  of  fluid 


velocity.  It  is  these  fluctuations  which  act  to  produce  the  turbulent 


stresses  in  the  flow. 


Using  an  example  from  Schlichting's  book  on  boundary  layer 
theory  (Schlichting,  1968),  it  is  easily  seen  that  these  Reynolds 
stresses  are  non-zero  in  turbulent  flows.  In  a shear  flow  with  a 
mean  velocity  in  the  x direction  only  (U  = U(z) , W = V = 0)  and  a 
positive  velocity  gradient  ( ^ >0)  » particles  experiencing  an 

upwards  velocity  fluctuation  (w  > 0)  move  into  a region  of  higher  mean 
velocity.  The  particles  maintain  their  original  x-component  of 
velocity  and  hence  cause  a negative  x-component  (u  < 0)  fluctuation 
in  the  region  into  which  they  have  travelled  since  their  U velocity 
is  less  than  the  local  value  of  U.  Alternatively,  particles  moving 
downwards  (w  < 0)  cause  a positive  u fluctuation  by  the  same  mechanism. 
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Thus,  most  of  the  time  a negative  value  of  w is  associated  with  a 
[jositive  value  of  u while  a positive  w fluctuation  is  associated  with 
a negative  horizontal  velocity  fluctuation,  and  this  leads  to  a 
Reynolds  stress  (-^ouv)  which  when  time  averaged  is  not  only  non- 
zero but  positive. 

In  the  Reynolds  stress  or  eddy  correlation  method  of 
determining  the  bottom  shear  stress,  the  basic  assumption  is  that 
the  stress  is  constant  in  the  inertial  sublayer.  The  value  of  the 
stress  at  the  boundary  is  approximately  equal  to  the  shear  stress 
in  the  fluid  at  small  distances  from  the  boundary.  This  opens  up 
the  possibility  that  a single  sensor  capable  of  measuring  the  velocity 
fluctuations  in  the  inertial  sublayer  can  give  a value  of  bottom 
shear  stress.  Over  a smooth  boundary  the  shear  stress  in  the  con- 
stant stress  region  is  constant  to  about  10%  (Heathershaw , 1976)  , 
and  thus  the  use  of  a single  sensor  may  work  in  this  instance.  Over 
rough  boundaries,  however,  there  is  a possibility  of  multiple  rough- 
ness scales  with  each  scale  controlling  a separate  constant  stress 
layer  (Smith  and  McLean,  1977) . This  possibility  would  cast  doubt 
onto  the  validity  of  single  point  fluctuation  measurements  to  determine 
the  bottom  stress. 

In  a flow  with  velocity  shear,  turbulence  can  arise  and 
sustain  itself.  Experimental  evidence  suggests  that  the  initial 
onset  of  turbulence  is  due  to  the  sudden  breakdown  of  laminar  flow 
in  localized  regions  (Schiichting,  1968) . The  breakdowns  occur 
because  disturbances,  such  as  roughness  elements  or  pressure 
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perturbations,  cause  instabilities  in  the  laminar  flow.  Once  formed, 
the  localized  regions  of  turbulence  can  grow  and  sustain  themselves 
by  extracting  energy  from  the  mean  shear.  The  turbulent  fluctuations 
produce  apparent  stresses  against  which  the  mean  flow  does  work,  and 
thus  there  can  be  considerable  flux  of  momentum  between  different 
points  in  the  flow. 

Present  day  concepts  of  turbulence  have  been  molded  from 
velocity  fluctuation  measurements  made  in  the  laboratory,  mainly 
made  with  hot  wire  anemometers.  The  technique  is  unsuitable  for  use 
in  the  ocean  due  to  difficulties  in  maintaining  a stably  operating 
hot  wire  for  long  periods  of  time,  and  it  was  not  until  1956  that 
the  first  attempt  was  made  to  measure  directly  the  horizontal  and  verical 
fluctuations  of  velocity  in  the  sea.  This  work  was  done  by  Bowden 
and  Fairbairn  (1956)  in  a tidal  current  in  North  Wales  using  a 2 axis 
electromagnetic  current  meter  (depth  = 12  - 22  m;  U = 25  - 50  cm/sec) , 
and  values  of  Reynolds  stress  ranged  from  2 to  4 dynes/cm2  which 
corresponded  to  an  average  coefficient  of  correlation  as  defined  by 


Cu°) 


It  was  also  observed  that  the  u component  contained  more  energy  in 
fluctuations  of  longer  period  than  did  the  w component  and  it  was 
suggested  that  the  major  contributions  to  the  shearing  stress  would 
come  from  frequencies  between  0.01  Hz  and  0.25  Hz  (periods  of  4 to 
100  sec) . 
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Bowden  performed  a similar  experiment  a few  years  later 
and  reports  (Bowden,  1962)  from  spectral  computations  that  the  peak 
values  of  the  energy  spectra  occur  at  wavenumbers  of  .04  x 10  **  m 1 , 
.25  m 1 , and  . 70  m 1 for  the  u,  v,  and  w velocity  fluctuations 
respectively.  This  indicates  phenomena  having  wavelengths  of  25  m, 

4 m,  and  1.4  m in  the  x,  y,  and  z directions. 

In  the  same  paper  (Bowden,  1962),  the  integral  scales  of  the 
flow  are  also  calculated.  These  integral  scales  reflect  the  average 
size  of  eddies  in  three  dimensions  and  are  obtained  by  multiplying 
the  integral  of  the  autocorrelation  function  by  the  mean  advection 
velocity,  that  is,  the  autocorrelation  function  for  a record  of  hori- 
zontal velocity  u(t)  which  is  T seconds  long  is  defined  as, 

R«(t1  =1  0u) 

\r  u*tO  (H  ~ 

Jo 

and  thus, 

L„-uj'R«)n  (U2') 

Bowden’s  results  were  L = 3.6  m,  L = 1.6  m and  L = 1.3  m for 

u v w 

streamwise,  cross-stream,  and  vertical  directions  respectively. 

Figure  1.4  shows  mean  autocorrelation  curves  for  u and  w 
at  75  cm  and  150  cm  above  the  bottom  computed  for  a 21  minute  time 
series  (reproduced  from  Bowden  and  Fairbairn,  1956).  The  salient 
feature  in  the  figure  is  the  differing  rates  at  which  R^fi)  and 
Ru(i)  decrease  with  increasing  lag.  Since  the  curves  for  150  cm 
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lie  above  those  for  75  cm,  it  seems  suggestive  that  fluctuations  of 
longer  periods  become  more  important  at  increasing  distances  above 
the  bottom.  The  data  in  the  figure  seems  to  indicate  this  for  the 
u-component  only. 

Using  the  same  technique  as  Bowden  and  working  also  in 
the  Irish  Sea,  Heathershaw  (in  McCave,  1976)  measured  horizontal 
and  vertical  fluctuations  and  computed  Reynold's  stresses  by  the 
eddy  correlation  technique.  He  found  that  turbulent  energy  produc- 
tion occurs  a wavenumbers  in  the  range  3 x 10  14  < k < 3 x 10  2 cm  *; 
and  that  the  dissipation  scale  was  well  separated  from  the  production 
scale  and  corresponded  to  wavenumbers  between  10  3 cm  1 and  10  cm  1 . 
It  was  also  observed  that  peak  values  of  the  Reynolds  stress  some- 
times attained  magnitudes  which  were  10  - 30  times  the  mean  stress. 
These  high  stress  events  occurred  intermittently  with  average  dura- 
tions between  5 and  20  sec. 

The  instruments  of  Bowden  (1962)  and  Heathershaw  (1976) 
measured  only  two  components  of  the  flow.  The  first  attempt  at 
measuring  the  three  components  of  velocity  fluctuations  in  a marine 
environment  was  performed  in  1967  by  Seitz  in  the  Patuxent  Estuary 
which  empties  into  Chesapeake  Bay  (Seitz,  1971).  By  lowering  a three 
axis  acoustic  Doppler  shift  current  meter  on  a tower,  data  was  ob- 
tained of  the  velocity  fluctuations  at  various  depths  in  the  estuary. 
The  primary  concern  of  the  Seitz  study  was  to  investigate  the  energy- 
spectra  of  the  three  components  of  velocity  fluctuations?  however, 
bottom  shear  stresses  were  also  computed  using  the  constant  stress 
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layer  assumption,  that  is, 

tb  - -p™ 

Figure  1.5  (reproduced  from  Seitz,  1971)  shows  the  varia- 
tion of  the  square  root  of  bottom  stress  with  mean  horizontal 
velocity.  Twice  the  square  of  the  slope  of  the  line  in  Figure  1.5 
gives  the  coefficient,  c^,  in  the  quadratic  drag  equation, 

7. 

thus  empirically  linking  the  bottom  stress  to  the  horizontal  velocity 
through  a measurement  of  the  Reynolds  stress.  For  the  line  in 
Figure  1.5  the  drag  coefficient  is  2.8  x 10  3. 

Gordon  and  his  colleagues  (Gordon  and  Dohne,  1973;  Gordon, 
1975;  Gordon  and  Witting,  1976)  have  also  made  velocity  fluctuation 
measurements  in  an  estuary  emptying  into  Chesapeake  Bay.  The  theme 
of  the  research  has  been  to  show  the  dependence  of  the  structure  of 
turbulent  stresses  on  the  phase  of  the  estuarine  tide.  The  most 
recent  model  (Gordon,  1975a)  suggests  that  the  influence  of  the 
longitudinal  pressure  gradient  in  a tidal  flow  is  tied  to  the 
Reynolds  stress  in  such  a way  that  the  Reynolds  stresses  are  greater 
for  a decelerating  flow  than  for  an  accelerating  flow.  This  might 
be  explained  by  an  increase  in  pressure  fluctuations  due  to  the 
adverse  pressure  gradient  on  the  decelerating  tide  which  in  turn 


I 
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caused  increased  instability  in  the  flow  leading  to  a greater  level 
of  turbulent  fluctuations.  Figure  1.6  (reproduced  from  Gordon, 
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Figure  1.5 
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1.2.4  Intermittency 

The  eddy  correlation  technique  is  accurate  and  provides 
results  in  close  agreement  with  other  methods  (see  for  example 
Miyake  et  al.,  1970);  however,  a difficulty  does  arise  in  that  a 
poor  choice  of  the  time  averaging  interval  in  calculating  the  Reynolds 
stress  will  give  erroneous  results.  The  turbulent  boundary  layer  is 
not  a conveyor  belt  carrying  a homogeneous  and  isotropic  field  of 
turbulence  downstream;  it  is  rather  a process  fraught  with  inter- 
mittent momentum  transporting  events.  Due  regard  must  be  placed  on 
the  relationship  between  the  mean  frequency  of  these  events  and  the 
sampling  and  averaging  scheme  used  to  obtain  Reynolds  stresses. 

Many  experiments  have  been  performed  to  graphically  illus- 
trate intermittency  in  the  viscous  sublayer,  and  at  that  scale  the 
intermittency  of  high  stress  events  is  known  as  bursting.  Laboratory 
observations  and  the  general  concepts  of  the  process  are  found  in 
Townsend  (1958)  and  Grant  (1958) , but  it  was  not  until  the  late 
1960 's  that  the  experiments  of  Kline  and  his  colleagues  (Kline 
et  al. , 1967)  focused  attention  on  the  importance  and  implications 
of  intermittency  in  turbulent  boundary  layers.  Additional  light 
was  shed  by  the  flow  visualization  studies  carried  out  by  Corino 
and  Brodkey  (1969),  Kim  et  al.  (1971)  and  others.  These  researches 
graphically  revealed  the  presence  of  well-organized  motions  in  the 
viscous  sublayer  and  gave  indications  of  the  temporal  and  spatial 
extent  of  the  features. 
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Basically,  the  bursting  process  consists  of  two  types 
of  events.  In  the  first  type,  streaks  of  slowly  moving  fluid  close 
to  the  solid  boundary  are  lifted  as  sudden  violent  jets  or  ejections 
into  the  faster  moving  overlying  fluid.  In  the  other  mode,  often 
called  sweeping  or  inrushing,  there  is  a diffuse  inrush  of  high  speed 
fluid  toward  the  wall  in  effect  tossing  the  low  speed  fluid  away 
from  the  boundary.  Figure  1.7  illustrates  the  two  cases.  These 
motions  are  three  dimensional  and  appear  to  occur  at  random;  they 
behave  in  a manner  similar  to  the  sinuous  movements  of  snow  flurries 
across  the  surface  of  a frozen  pond  or  roadway.  Being  highly  co- 
herent, bursts  and  sweeps  both  represent  large  contributions  to  the 
Reynolds  stress  (Grass,  1971).  Wallace,  et  al . (1972)  and  Willmarth 
and  Lu  (1972)  have  verified  in  open  channel  laboratory  studies  that 
the  largest  contribution  to  Reynolds  stress  and  turbulent  energy 
occurs  during  the  bursting  or  ejection  phase  and  much  of  the  remainder 
of  the  turbulent  stress  can  be  attributed  to  the  inrush  or  sweep 
phase. 

In  terms  of  the  discussion  in  the  foregoing  section  on 
the  effects  of  pressure  gradients,  Kline,  et  al.  (1967)  found  that 
adverse  pressure  gradients  (corresponding  to  a decelerating  flow) 
make  bursting  more  frequent  whereas  a favorable  pressure  gradient 
reduces  the  bursting  rate.  In  highly  accelerated  flows,  the  burst- 
ing was  found  to  cease  entirely,  and  this  was  attributed  to  re- 
laminar  ization  of  the  flow. 
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Strickly  speaking,  the  term  "bursting"  should  only  be 
applied  in  discussions  of  intermittency  in  the  viscous  sublayer 
since  many  of  the  models  for  the  dynamics  of  the  bursting  process 
are  specific  to  the  sublayer  region  (for  example,  see  Landau,  1975). 

In  the  ocean  the  viscous  sublayer  is  expected  to  be  ex- 


tremely thin  (^  1 cm)  if  it  exists  at  all.  This  is  due  to  the  large 
scale  of  the  flow  as  reflected  in  the  high  Reynolds  number.  Yet, 
as  in  all  turbulent  flows,  intermittency  will  be  present,  and 
features  similar  to  sweeps  and  ejections  might  exist  even  in  the 
absence  of  a viscous  sublayer.  It  is  not  clear  that  the  mechanism 
responsible  for  the  intermittency  will  be  the  same.  The  events 
will  be  scaled  differently  from  those  occurring  in  sublayer  bursting, 
but  their  dynamics  might  be  similar. 

Both  Gordon  (1974,  1975a)  and  Heathershaw  (1974,  1976)  have 

observed  the  phenomena  of  ejections  and  sweeps  in  natural  flows,  and 

the  correspondence  between  adverse  pressure  gradient  and  increased 

intermittency  has  been  shown  to  exist  in  a geophysical  flow  (Gordon 

and  Witting,  1977) . Gordon  and  Witting  (1977)  also  report  that  the 

ejections  and  sweeps  observed  in  the  Choptank  River  had  average  dura- 

f 

tions  of  7 seconds  and  the  average  period  between  large  momentum 
transporting  events  was  on  the  order  of  45  seconds.  Heathershaw  (1976) 
discusses  similar  results  for  the  Irish  Sea. 

Perhaps  one  of  the  more  important  aspects  of  Gordon's 
results  is  the  picture  it  prompted  him  to  paint  of  the  marine 
boundary  layer:  "The  overall  turbulent  motions ... may  be  treated  as 


a dual  population,  consisting  of  large  scale,  dynamically  active, 
coherent  structures  superimposed  on  a passive  background  of  relatively 
small  scale  isotropic  turbulence  that  contributes  little  or  nothing 
to  the  vertical  transport  of  momentum."  Gordon  and  Witting,  (1977). 

This  sounds  like  a good  model,  but  it  also  points  out 
that  perhaps  the  dual  population  is  precipitated  by  some  character- 
istic topography  in  the  estuary  rather  than  being  a general  feature 
of  turbulence  in  high  Reynolds  number  channel  flow. 


1 . 3 Previous  Instrumentation 


The  motivation  for  developing  the  new  instrumentation 
described  in  this  thesis  stems  from  inadequacies  of  currently  avail- 
able instrumentation  in  providing  data  which  meets  the  specifications 
for  detailed  investigations  of  turbulent  boundary  layers. 

In  considering  the  discussion  on  length  scales  at  the  begin 
ning  of  this  chapter,  one  of  these  specifications  is  to  resolve  the 
smallest  length  scale  of  dynamical  importance  to  the  flow.  In  the 
;ase  of  shallow  marine  boundary  layers,  this  length  can  be  estimated 
to  be  on  the  order  of  tens  of  centimeters.  (It  should  be  emphasized 
here  that  this  scale  does  not  include  wave  boundary  layers  where  the 
boundary  layer  itself  is  only  of  the  order  5 to  10  centimeters.)  To 
calculate  the  complete  Reynolds  stress  tensor,  an  instrument  must  be 
able  to  measure  the  three  components  of  the  velocity  vector,  and 
permit  the  separation  of  the  fluctuating  components  from  the  mean 
flow.  Besides  sampling  the  flow  in  time,  it  is  important  to  sample 


it  in  space  as  well;  this  allows  variation  of  the  velocity  structure 
with  distance  from  the  boundary  to  be  seen.  A minimal  requirement 
here  is  three  or  more  sensors  at  various  levels  above  the  bottom. 

If  measurements  are  to  be  made  routinely,  then  the  instrument  must 
be  able  to  operate  by  itself  and  record  data  internally  in  order  to 
minimize  the  complexities  and  expense  of  surface  ship  support. 

The  requirements  mentioned  above  are  basic  demands  to  be 
placed  on  instrumentation  used  for  boundary  layer  studies  in  the  sea. 
They  are  included  as  part  of  this  section  on  previous  instrumentation 
to  point  out  the  motivation  for  the  instrumentation  system  described 
in  the  next  chapter  which  also  includes  a detailed  discussion  of 
sensor  requirements. 

What  follows  is  a compilation  of  the  instrumentation  schemes 
which  have  been  employed  to  study  marine  boundary  layer  dynamics. 

Rather  than  listing  in  the  text  every  experimenter  who  has  lowered 
a current  meter  close  to  the  bottom,  Table  1.2  has  been  constructed 
to  give  a chronology  of  boundary  layer  research  in  the  sea.  The 
text  highlights  the  major  advances  in  the  field.  At  the  same  time 
some  of  the  shortcomings  inherent  in  the  particular  instruments  are 
pointed  out.  These  shortcomings  provided  valuable  insights  that 
were  used  in  the  development  of  the  instrumentation  described  in  this 
thesis. 

Revelle  and  Fleming  (Sverdrup,  et.al.,  1942)  used  three  Nansen 
Pendulum  current  meters  mounted  on  a tripod  to  obtain  near  bottom 
current  profiles  in  the  lower  2 m of  the  boundary  layer  in  order  to 
extend  logarithmic  profile  observations  into  the  sea.  A more  ambitious 
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TABLE  1.2 

Summary  of  Marine  Boundary  Layer  Studies 
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TABLE  1.2  (cont.) 
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task  was  taken  by  Mosby  (1946,  1949)  who  lowered  a 3 meter  tall  mast 
to  the  sea  floor  (16  m depth) . To  the  mast  were  affixed  twelve  cup- 
wheel  anemometers  which,  when  rotated  by  the  flow,  would  close  a 
switch  thus  lighting  one  of  twelve  lightbulbs  in  the  main  lab  of  the 
M.S.  ARMAUER  HANSEN.  A watchstander  (or  perhaps  one  of  twelve  watch- 
standers)  would  log  the  time  of  flash  to  the  nearest  second.  From 
calibration  data  revolutions  per  minute  could  be  converted  to  flow 
speed.  Velocities  down  to  4 cm  per  sec  could  be  measured  in  this 
way  and  Figure  1.2  in  section  1.2  is  a sample  of  Mosby ' s results.  This 
incredible  procedure  produced  many  time  series,  some  being  as  long 
as  six  hours. 

Since  1946  there  have  been  a host  of  researchers  who  have 
used  mechanical  sensors  to  investigate  horizontal  bottom  current 
speeds.  Interestingly,  the  first  attempt  at  measuring  the  vertical 
fluctuations  of  bottom  currents  was  made  by  scientists  from  Woods  Hole 
(Francis,  et  al.,  1953).  Using  a pivoted  von  Arx  propeller  meter, 
the  magnitude  and  the  inclination  of  the  flow  to  the  vertical  was 
recorded.  The  current  meter  was  lowered  on  a flexible  cable  for 
profiling  experiments  and  also  mounted  on  a tripod  resting  on  the 
bottom  to  obtain  time  series  at  a fixed  depth  (^  20  m) . The  importance 
of  this  work  is  that  is  points  out  the  difficulties  of  making  Reynolds 
stress  measurements  with  mechanical  sensors  which  cannot  respond 
quickly  enough  to  three  dimensional  velocity  fluctuations  in  the 
flow. 

Bowden  offered  a solution  to  this  problem  by  using  a tri- 
pod equipped  with  two  electromagnetic  current  sensors  (Bowden  and 
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I’ui  rbairri,  1956).  This  was  the  first  detailed  observation  of  both 


1 


tinriy.ont.il  and  vortical  velocity  fluctuations.  These  were  crude 
measurements  in  light  of  the  instrumentation  to  be  described  in 
this  thesis,  but  the  calculations  of  Reynolds  stresses  and  correla- 
tion functions  which  resulted  were  seen  as  a major  advance  in  benthic 
boundary  layer  investigations.  Bowden  and  Fairbairn's  instrumentation 
suffered  from  zero  drift  problems  which  are  critical  when  making 
fluctuation  measurements.  The  zero  drift  had  to  be  balanced 
electronically  on  board  the  attending  ship  which  was  tethered  to 
the  instrument  by  electrical  cables.  Their  records  were  only  five  to 
ten  minutes  long  and  showed  large  variations  from  one  record  to 
another  which  required  considerable  averaging  in  their  analyses. 
Measurements  could  only  be  made  of  two  components  of  velocity  at  a 
single  level  above  the  sea  bed  at  a given  time  and  no  measurements 
were  made  of  the  amplitude  or  direction  of  the  mean  velocity. 

Measurements  of  near  bottom  velocities  proceeded  from  the 
near  shore  work  of  Bowden  out  onto  the  continental  shelf  (Sternberg, 
(1966) ; Dyer  (1970)  and  others)  and  then  into  the  deep  ocean  (Wimbush 
and  Munk  (1971);  Weatherly  (1972);  and  others).  Fluctuations  in 
the  vertical  component  of  velocity  have  yet  to  be  measured  in  the 
deep  ocean. 

Heathershaw  (1974) , using  an  electromagnetic  current  sensor, 
and  Gordon  (1974)  using  a gimballed  propeller  current  meter  both 
reported  observations  of  high  stress  events  in  marine  boundary  layers. 
Their  remarks  on  the  intermittency  of  the  vertical  transport  of 
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momentum  made  it  clear  that  new  sensors  were  required  which  had 


faster  response  times  and  less  flow  interference  than  the  sensors 
which  they  had  used.  A strong  case  was  also  made  for  careful  time 
series  analyses  on  velocity  fluctuation  data  so  as  to  more  ac- 
curately describe  the  important  length  and  time  scales  in  the  flow. 
The  major  purpose  of  the  research  described  in  this  dissertation  is 
to  remedy  this  observational  deficiency. 

As  an  historical  aside  to  this  thesis,  Wiseman's  1969 
doctoral  dissertation  describes  a three  axis  acoustic  Doppler  shift 
current  sensor  for  estuarine  turbulence  studies  in  the  Chesapeake 
Bay.  It  was  cabled- lowered,  shallow  water  device  which  produced 
analog  tape  records  of  the  three  velocity  components.  Data  was  ob- 
tained in  the  Patuxent  River  and,  despite  problems  with  data  drop- 
out, inroads  were  made  into  the  structure  of  high  frequency  tur- 
bulence in  a tidal  estuary. 

The  next  chapter  describes  a new  velocity  sensor  designed 
to  reliably  measure  three  dimensional  velocity  fluctuations  at  any 
depth  in  the  ocean. 

Chapter  3 details  a field  experiment  using  the  instrumen- 
tation, and  Chapter  4 presents  the  results  of  the  measurements. 

1.4  Summary  of  Objectives 

Marine  scientists  investigating  near  bottom  flows  need 
data,  unattainable  with  existing  instrumentation,  to  understand  and 
then  parameterize  boundary  layers  in  the  sea.  To  this  end  the  aims 


of  this  research  can  be  summarized  as: 


to  design,  construct,  and  develop  a system  for 
measuring  the  mean  and  fluctuating  comi>onents 
of  the  velocity  vector  at  four  levels  above  the 
sea  bed. 

to  demonstrate  the  capability  of  the  instrument 
as  a tool  for  a contribution  to  the  understanding 
of  boundary  layer  flows  which  could  not  be  made  with 
presently  available  instrumentation. 

to  compute  Reynolds  stresses  and  observe  their 
variation  with  such  factors  as  mean  velocity 
profile,  state  of  the  tide  and  distance  from  the 
bottom. 

to  see  how  the  intensity  of  the  turbulent 
fluctuations  varies  with  the  tide. 

to  demonstrate  how  this  particular  instrument  system 
can  be  used  to  infer  from  velocity  measurements  the 
dominant  length  and  time  scales  in  a marine  boundary 
layer,  and  to  observe  intermittency  in  this  type  of 
flow. 


The  Development  of  the  Benthic  Acoustic 
Stress  Sensor  (BASS) 


From  the  discussion  in  the  previous  chapter,  it  is  seen 
that  the  historical  data  set  is  highly  skewed  towards  laboratory 
observations.  The  scant  number  of  field  experiments  has  employed 
instrumentation  which  was  not  capable  of  directly  measuring  the 
three  velocity  components  simultaneously  at  various  points  in  the 
flow.  The  size  and  operational  characteristics  of  the  sensors 
prohibited  the  measurement  of  length  scales  of  velocity  important 
to  the  internal  structure  of  the  flow.  This  structure  is  the  prime 
agent  responsible  for  the  transport  of  mass,  momentum,  and  chemical 
species  at  the  sediment-water  interface.  The  crucial  measurement  to 
be  made  is  seen  by  ocean  scientists  to  be  a time  series  of  three 
component  velocity  measurements  at  varying  distances  from  the  bottom. 
Seeing  this  need,  a new  instrument  was  designed  and  built  which 
would  hopefully  remedy  the  observational  deficiencies  in  the  under- 
standing of  the  structure  of  marine  boundary  layers.  This  chapter 
describes  the  development  and  capabilities  of  this  new  instrument. 

2.1.1  Sensor  Requirements 

In  view  of  the  objectives  set  forth  previously,  a sensor 
capable  of  accurately  measuring  the  three  dimensional  velocity  vector 
in  the  ocean  was  required.  This  sensor  had  to  be  small  enough  to 
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sample  the  scales  of  turbulence  responsible  for  the  Reynolds  stresses, 
and  it  had  to  sample  often  enough  so  that  aliasing  of  the  high  fre- 
quency components  was  avoided.  The  instrument  had  to  provide  a time 
series  of  suitable  length  so  that  intermittent  processes  such  as 
' bursting  could  be  observed  and  related  to  continuously  varying  flow 

( conditions.  Long  time  series  were  desired  not  only  to  satisfy 

statistical  requirements,  but  also  to  see  how  low  frequency  driving 


forces  might  affect  the  boundary  layer  flow  structure. 

Since  the  fluctuations  of  velocity  in  the  flow  are  many 
times  smaller  than  the  mean  velocity,  the  sensor  had  to  be  linear 
and  exhibit  a high  degree  of  sensitivity.  Linearity  was  required  by 
the  nature  and  number  of  Reynolds  stress  computations.  For  low 
velocity  flows  the  sensitivity  of  the  sensor  had  to  be  high  in  order 
to  discern  turbulent  momentum  transfer;  an  approximate  limit  of 
sensitivity  being  1%  of  the  mean  flow.  To  achieve  meaningful  values 
of  turbulent  stress  at  low  flow  speeds,  the  measurement  of  small 
vertical  fluctuations  had  to  be  made;  failure  in  this  regard  would 
have  underestimated  the  stress  considerably  (Williams  and  Tochko, 

1977) . 

2.1.2  The  Choice  of  the  Acoustic  Travel  Time  Sensor 

Many  of  the  boundary  layer  experiments  cataloged  in  Table  1.2 
used  mechanical  sensors.  These  sensors  beside  physically  interfering 
with  the  flow  are  non-linear  at  low  flow  speeds  and  cannot  respond  to 
small  fluctuations  which  makes  them  unsuitable  for  Reynolds  stress 
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measurements.  Pulsed  dye  systems  although  rendering  useful  qualita- 
tive results  require  elaborate  data  reduction  schemes.  Hot  wire  and 
hot  film  probes  are  inadequate  for  oceanic  conditions  because  of 
deterioration  of  the  sensors  and  poor  directional  sensitivity  (Frey 
and  McNally,  1973) . 

Considering  the  objectives  of  this  research,  there  are  two 
general  types  of  sensors  which  possess  the  qualities  needed  for  a 
good  Reynolds  stress  sensor.  These  are  the  scattering  sensors  and 
the  volume  averaging  sensors.  Laser  Doppler  and  acoustic  Doppler 
velocimeters  are  of  the  former  type  while  electromagnetic  and  acoustic 
travel  time  are  of  the  latter  (Williams  and  Tochko,  1977). 

Scattering  sensors  receive  velocity  information  by  meas- 
uring the  frequency  shift  of  reflected  energy  from  particles  moving 
with  the  fluid.  This  type  of  sensor  has  an  accurate  zero  point 
making  flume  calibration  unnecessary  and  senses  the  velocity  in  a 
small  volume  removed  from  the  flow  disturbance  of  the  sensor  itself. 
The  major  drawback  in  using  scattering  sensors  is  the  problem  of 
data  dropout  when  there  is  a paucity  of  suspended  particles  in  the 
flow.  This  requires  added  sophistication  in  the  data  processing 
software  (Wiseman,  1968).  Because  of  the  small  scattering  volumes 
involved,  the  data  acquisition  rate  must  be  high  in  order  to  avoid 
aliasing  high  frequencies  and,  therefore,  either  a large  capacity 
data  storage  system  or  in  situ  processing  is  required.  Despite  these 
limitations,  scattering  velocimeters  are  the  only  means  of  measuring 
the  smallest  scales  of  turbulence  in  the  ocean,  as  in  experiments 
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dculinq  with  the  viscous  sublayer  or  the  fine  scale  of  turbulent 
dissipation. 

Volume  averaging  sensors  integrate  the  velocity  over  a 
length  scale  comparable  to  the  characteristic  dimension  of  the  sen- 
sor itself.  This  dimension  should  correspond  to  the  smallest  scale 
of  interest  in  the  flow. 

In  electromagnetic  sensors  the  averaging  volume  is  related 
to  the  configuration  of  the  electromagnetic  field,  and  roughly  this 
is  of  the  order  of  the  diameter  of  the  field  coil.  Ideally  the  field 
is  solenoidal  and  well-defined;  in  practice,  however,  this  is  not 
the  case  and  flow  from  regions  outside  the  solenoidal  field  con- 
tribute to  the  measurement  in  a manner  which  is  usually  unknown.  An 
ill-defined  averaging  volume  is  the  chief  disadvantage  to  electro- 
magnetic sensors.  Ducting  the  flow,  while  reducing  this  problem,  is 
a concession  to  greatly  reduced  directional  sensitivity.  However, 
some  of  the  best  work  on  turbulence  in  marine  boundary  layers  (see 
Table  1.2)  has  been  done  using  two  axis  electromagnetic  current 
meters. 

Acoustic  travel  time  sensors  average  velocities  over  the 
volume  defined  by  the  acoustic  axes  of  the  sensor.  This  volume  is 
undisturbed  except  near  the  transducers  in  general,  so  that  an  ac- 
curate velocity  estimate  can  be  obtained.  However,  if  the  velocity 
is  in  line  with  an  acoustic  axis,  the  wake  of  the  upstream  transducer 
will  cause  a velocity  defect  in  the  averaging  volume.  Thus  measure- 
ments of  the  flow  near  the  direction  of  the  acoustic  axes  must  be 


avoided. 
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Unknown  flow  interference  in  the  acoustic  travel  time 
!:<>n.'ior  and  unknown  electromagnetic  field  configuration  in  the 
electromagnetic  current  meter,  coupled  with  zero  point  offsets  in 
both  sensors  demand  flume  calibration  of  these  volume  averaging 
devices.  Even  so,  the  two  techniques  of  volume  averaging  have  gone 
through  several  iterations  of  design,  and  sensors  using  these 
methods  have  proved  themselves  rugged  and  reliable  in  the  marine 
environment. 

With  these  considerations  in  mind  and  having  had  the  experi- 
ence of  constructing  a successful  two  axis  acoustic  travel  time  sen- 
sor for  oceanic  velocity  microstructure  research,  it  was  decided  to 
utilize  these  techniques  for  the  study  of  the  structure  of  bottom 
boundary  layer  flows.  The  remainder  of  this  chapter  deals  with 
the  design  construction,  operation  and  performance  of  such  a device. 


2.2.1  The  Acoustic  Travel  Time  Sensor  - Basic  Technique 

In  order  to  use  acoustics  in  measurement  systems,  trans- 
ducers are  required  to  ensonify  the  medium  and  to  detect  sound 
waves  in  the  medium.  Acoustic  travel  time  sensors  use  piezo- 
electric ceramics  for  this  purpose.  Piezo-ceramics  are  materials 
which  convert  electrical  energy  into  mechanical  energy  and  vice 
versa.  When  a voltage  is  applied  to  a piezo-electric  crystal,  it 
changes  shape  slightly  and  a compression  wave  propagates  from  it. 
Likewise,  when  acoustic  energy  impinges  on  the  element,  the  material 
is  strained  and  responds  by  producing  a voltage. 


■ 
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This  piezo-electric  effect  is  exploited  in  the  acoustic 
travel  time  technique  as  illustrated  in  Figure  2.1.  Each  transducer 
plays  the  dual  role  of  transmitter  and  receiver.  To  transmit,  the 
two  transducers  are  simultaneously  pulsed  with  equal  voltages.  The 
component  of  fluid  velocity  lying  along  the  path  between  the  trans- 
ducers increases  the  speed  of  the  acoustic  pulse  travelling  in  the 
direction  of  the  flow  and  decreases  the  speed  of  the  pulse  travelling 
against  the  flow.  Since  each  pulse  traverses  the  same  distance,  d, 
but  at  different  speeds,  there  will  be  a difference  in  the  time  of 
their  arrivals  at  the  opposing  transducer.  Formally,  the  arrival 
times  are  given  by 


t = -Si  t r — 

Bm  g *\f 


where  c is  the  speed  of  sound  in  seawater  ('V1500  m/s)  . Subtracting 

the  two,  the  time  difference  t,  " t is  obtained: 

* >*B  >1 


Af  = <jf -cc-v>~)  r 2dv 

[ (c-v)(c+v)  cl-vx 


Oceanic  currents  are  always  much  less  than  150  m/s,  hence  v2  is  negli- 
gible compared  to  c2  and  at*  2dv/c*  • BY  measuring  At  and  knowing 
c and  d,  the  velocity  component  along  the  acoustic  axis  can  be 
determined.  The  velocity  found  in  this  way  is  the  integrated 
velocity  along  the  path  of  length,  d,  and  this  means  that  the  trans- 
ducer separation  determines  the  smallest  scale  of  motion  which  can 
be  monitored. 
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Sketch  showing  basic  principle  of  the  acoustic 
travel  time  technique.  The  transducers 
are  separated  by  a distance  * d " . 

The  shaded  region  on  the  transducer  discs 
represents  silver  electrode  material  plated  on  the 
transducer  faces. 


Figure  2.1 


Theory  suggests  that  the  scale  of  the  most  energetic  eddies 
at  a given  height  above  the  bottom  in  a turbulent  boundary  layer  is 
of  the  order  of  that  height.  In  a current  of  30  cm/s,  a sensor  with 
transducer  spacing  of  15  cm  located  at  50  cm  above  the  seafloor  should 
be  able  to  sense  eddies  with  a characteristic  length  of  50  cm.  For 
these  values  of  speed  and  length,  it  would  take  about  1.6  seconds  for 
a 50  cm  eddy  to  be  advected  past  the  sensor.  This  corresponds  to  a 
frequency  of  .6  Hz,  and  thus  to  avoid  aliasing  the  high  frequency 
components  in  the  flow,  the  sensor  should  sample  every  .8  seconds. 

This  shows  that  as  the  transducer  separation  is  decreased  making  a 
smaller  averaging  volume,  the  sampling  frequency  must  be  increased 
to  curb  high  frequency  aliasing.  This  also  places  a bound  on  how 
near  the  seafloor  a sensor  may  be  placed.  If  the  averaging  length 
is  15  cm,  then  the  sensor  cannot  measure  eddies  15  cm  or  smaller; 
and  in  fact  the  smallest  eddies  it  can  measure  without  aliasing  have 
a characteristic  dimension  of  30  cm.  A sensor  with  15  cm  transducer 
spacing  should  not  be  placed  closer  to  the  bottom  than  30  cm  assuming 
once  again  that  the  energetic  eddies  at  a given  distance  above  the 
bottom  are  the  same  size  as  that  distance. 

2.2.2  The  Acoustic  Travel  Time  Sensor  - Mechanical  Design 

Two  constraints  which  were  placed  on  the  instrumentation 
described  in  this  thesis  were  deep  ocean  (5000  m)  measurement 
capability  and  minimization  of  sensor- induced  flow  disturbances. 
Careful  attention  was  paid  to  a streamlined  physical  arrangement  and 
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a rugged  mounting  scheme  so  that  the  fragile  piezo-ceramic  trans- 
ducers could  sample  undisturbed  flows  in  the  deep  ocean. 

The  general  principle  of  operation  shows  that  each  pair 
of  transducers  determines  the  projection  of  the  velocity  vector 
along  the  line  between  them.  From  two  sets  of  transducers  lying  in 
the  horizontal  plane,  the  horizontal  components  of  velocity  can  be 
resolved.  The  addition  of  a third  pair  of  transducers  not  in  the  same 
plane  allows  the  determination  of  the  vertical  component. 

The  sensors  developed  for  this  study  of  boundary  layer 
processes  have  four  acoustic  axes  arranged  on  two  parallel  rings 
as  shown  in  Figure  2.2.  The  rings  are  separated  by  15  cm  and  each 
acoustic  axis  has  one  transducer  on  each  ring.  The  transducer 
spacing  is  15  cm  and  the  acoustic  paths  intersect  the  horizontal  plane 
at  approximately  45  degrees.  Although  only  three  axes  are  needed  to 
determine  the  three  velocity  components,  the  redundant  axis  acts  not 
only  as  a spare,  but  also  as  part  of  the  design  to  minimize  the 
effects  of  sensor  induced  wakes.  When  the  flow  is  aligned  with  one 
acoustic  path,  the  velocity  measurements  derived  from  that  path  are 
contaminated  by  the  flow  disturbance  of  the  upstream  transducer,  thus 
by  having  a redundant  axis,  the  measurement  from  the  disturbed  path 
can  be  rejected  in  the  data  processing  and  there  are  still  enough 
measurements  to  compute  the  three  velocity  components. 

From  observations  made  during  tow  tank  calibrations,  it  was 
noted  that  deviations  from  the  ideal  cosine  response  occurred  only 
when  the  flow  direction  was  within  20  degrees  of  being  coincident 
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with  the  measurement  axis.  Since  bottom  flows  rarely  make  an  angle 
of  45  degrees  to  the  horizontal,  the  physical  arrangement  as  illustrated 
in  Figure  2.2  seems  to  minimize  sensor  wake  effects  which  can  be  almost 
completely  eliminated  with  the  redundant  axis. 

Experience  in  constructing  a two-axis  velocimeter  modelled 
after  a design  by  Gytre  (1975)  for  a free  falling  instrument  showed 
that  for  deep  ocean  deployments  the  piezo-electric  transducers  should 
be  pressure  compensated.  The  air-backed  transducer  in  the  two  axis 
version  worked  well  to  2000  m depth  but  the  air-backed  design  could 
not  be  modified  for  great  depths  without  a substantial  increase  in 
size  and  fabrication  complexity  which  would  increase  wake  effects  and 
construction  costs.  The  inset  in  Figure  2.2  shows  the  details  of  the 
epoxy  encapsulated  transducer  mount  which  was  designed  to  be  depth 
independent  and  to  maximize  the  acoustic  energy  entering  the  water. 
Prototype  mounts  were  pressure  tested  in  fresh  water  to  6500  psi  and 
cycled  ten  times  from  0 to  6500  psi  over  a 48  hour  period  with  no 
change  in  the  travel  time  difference  between  the  two  transducers  even 
though  the  one-way  travel  times  did  reflect  the  change  of  sound  speed 
with  increased  pressure. 

Four  sensors  as  depicted  in  Figure  2.2  were  built  and  mounted 
on  a vertical  staff  which  in  turn  was  attached  to  a tripod.  The  sen- 
sors were  mounted  so  that  they  would  be  logarithmically  spaced  at 
distances  of  26,  46,  96,  and  210  centimeters  above  the  seafloor. 

Figure  2.3  shows  the  tripod.  Since  the  instrument  system  acoustically 
senses  turbulent  stresses  in  the  ocean,  it  was  named  the  Benthic 
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Acoustic  Stress  i nsor  (BASS) . The  instrument  as  illustrated  is  a 
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shallow  water  prototype  of  the  deep  ocean  version.  All  the  compo- 
nents of  the  prototype  have  been  designed  and  tested  for  use  in  the 
deep  sea,  and  the  only  things  lacking  for  deep  water  deployment  are 
the  anchor  release,  flotation,  radio  beacon,  and  flashing  light  for 
recovery. 

2. 3 BASS  Electronics 

The  systems  engineer  designing  autonomous  oceanographic 
measurement  systems  is  inevitably  faced  with  trade-offs  in  regard  to 
power  consumption,  accuracy,  speed  of  performing  logical  and 
arithmetic  operations,  and  sensitivity  to  temperature.  Fortunately 
the  state  of  the  art  in  electronic  technology  allows  a choice  among 
devices  which  satisfy  these  varying  needs. 

In  BASS  there  is  a hybrid  system  of  electronics  in  which 
some  sections  of  hardware  deal  with  analog  signals,  and  other  portions 
employ  different  types  of  digital  signals. 

Digital  signals,  derived  from  low  power  circuits,  are  em- 
ployed for  the  timing,  logic,  and  recording  phases  of  the  measure- 
ment. Fast  digital  electronics  are  used  in  BASS  where  high  speed 
comparisons  are  made,  for  example,  in  looking  at  the  arrival  times 
of  leading  edges  of  acoustic  pulses.  Analog  circuits  amplify  the  dif- 
ference in  voltage  generated  by  integrators  controlled  by  the  fast 
logic. 
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Two  classes  of  integrated  logic  circuits  are  used  in  BASS, 
namely  CMOS  and  TTL.  The  former  is  short  for  Complimentary  Metal 
Oxide  Silicon,  while  the  latter  initials  stand  for  Transistor- 
Transistor  Lagic.  CMOS  is  a family  of  integrated  circuits  noted 
for  their  simplicity,  noise  immunity,  and  low  power  consumption  which 
accounts  for  their  use  in  mass  market  consumer  electronics,  as  in 
some  pocket  calculators  and  digital  watches.  In  BASS,  CMOS  circuits 
are  employed  as  power  saving  devices  where  high  speed  of  operation  is 
not  required.  CMOS  logic  operates  best  at  supply  voltage  levels  of 
12  volts  whereas  TTL  requires  a 5 volt  level.  TTL  devices  have  the 
property  of  very  fast  response  times  at  the  expense  of  increased 
power  drain.  Because  of  their  high  speed,  TTL  has  found  wide  use  in 
digital  computer  systems.  The  minute  travel  time  differences 
(4.8  x 10  11  seconds  per  least  bit)  that  must  be  measured  accurately 
by  BASS  necessitate  the  use  of  TTL  logic  at  the  expense  of  greater 
power  loss. 

Armed  with  this  brief  background  into  the  design  philosophy 
and  jargon  of  the  electronics  section  of  BASS,  hopefully  one  will  be 
able  to  follow  the  way  acoustic  travel  time  flow  velocity  measurements 
are  made. 

2.3.1  Transmitter  Circuitry 

The  first  step  in  making  a velocity  measurement  with  the 
acoustic  travel  time  technique  is  to  simultaneously  produce  two 
acoustic  pulses  travelling  in  opposite  directions  along  a measurement 
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path.  The  acoustic  pulses  are  generated  by  applying  a high  voltage 
transient  (500  V)  to  the  piezo-electric  transducers. 

In  the  early  design  (Gytre,  1975)  the  electrical  impulse 
was  delivered  by  considering  the  capacitance  of  the  transducer  to 
be  part  of  a tuned  circuit  driven  to  resonance.  The  amplitude  of  the 
voltage  becomes  sufficient  for  good  acoustic  transmission  during  the 
second  quarter  cycle  after  the  trigger  pulse.  The  voltage  then  appears 
across  the  transducer  faces  thus  generating  the  acoustic  pulses 
travelling  through  the  measurement  volume. 

Dissatisfaction  with  performance  inconsistencies  and  the 
time  consuming  process  of  matching  each  transducer  pair  with  the 
proper  inductive  and  resistive  circuit  elements  for  a tuned  circuit 
prompted  experimentation  with  alternative  designs.  The  final  trans- 
mitter design  was  simpler,  provided  a consistently  sharp  leading 
edge  for  the  acoustic  pulse,  and  required  no  component  matching. 
Basically  a low  voltage  (CMOS)  triggering  pulse  trips  a solid  state 
switch  (in  reality  a silicon  controlled  rectifier  or  SCR)  which 
allows  a 500  V voltage  residing  across  a capacitor  to  be  simul- 
taneously applied  to  the  two  transducers  of  a measurement  axis.  In 
Appendix  B,  Figure  B.l  is  a schematic  diagram  of  the  transmitter 
circuit  for  the  four  axis  sensor  used  on  BASS.  Each  pair  of  trans- 
ducers has  its  own  transmitting  circuit  and  the  sixteen  SCRs  (four 
sensors  with  four  axes  each)  are  fired  individually  and  sequentially. 

In  a later  section  the  timing  of  these  events  will  be  discussed. 
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Because  of  the  high  frequencies  and  voltages  used  in  the 

transmitting  circuitry,  judicious  design  in  the  layout  of  the  printed 

. 

circuit  boards  was  required.  The  tuned  circuit  design  was  fraught 
with  group  loop  problems  which  hindered  performance.  Ground  loops 
are  unwanted  sources  of  electrical  noise  owing  to  currents  travelling 
in  ground  connections  between  points  at  slightly  different  voltages 
even  though  they  both  supposed  at  ground  potential.  On  the  BASS 

transmitter  circuit  boards,  these  ground  loops  were  engineered  out  of  j 

the  design  by  careful  attention  to  the  details  of  the  physical  arrange- 
ment of  the  circuit  boards. 


2.3.2  Receiver  Circuitry 

The  key  to  the  success  of  this  velocity  measurement  system 
is  the  ability  to  measure  the  minute  time  differences  in  the  arrival 
of  the  acoustic  pulses  at  opposing  transducers.  This  time  difference 
is  on  the  order  of  1.3  x 10  8 seconds  (18  nanoseconds)  for  a 10  cm/sec 
current  and  a transducer  spacing  of  15  cm.  The  receiver  circuitry 
used  on  BASS  is  an  improved  version  of  Gytre's  design  (Gytre,  1975) 
and  rather  than  discuss  the  nuances  of  transistor  integrators,  the 
purpose  of  this  section  is  to  explain  how  nanosecond  time  differences 
are  measured  on  BASS. 

Figure  2.4  is  an  illustration  showing  the  transmitted  and 
received  signals  at  one  pair  of  transducers.  The  received  pulses 
are  detected  by  high  speed  voltage  comparators  arranged  in  what  is 
technically  called  a Schmitt  trigger  configuration.  When  the  voltage 
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across  the  transducer  attains  a preset  value  (0.5  volts)  at  the  input, 
the  comparator  becomes  preset,  and  the  next  time  the  input  voltage 
crosses  zero,  the  output  of  the  comparator  changes  its  state  from 
5 to  0 volts.  The  lower  portion  of  Figure  2.4  shows  the  comparator 
outputs. 

In  contrast  to  the  transmitting  circuitry  where  each 
pair  of  transducers  has  its  own  transmitting  circuit,  there  is  only 
one  receiver  circuit  containing  one  pair  of  comparators  which  is 
common  to  all  four  of  the  four  axis  sensors.  This  is  to  eliminate 
offsets  which  would  occur  due  to  subtle  differences  in  delay  character- 
istics of  supposedly  identical  comparators.  The  mechanics  of  switching 
the  signals  from  sixteen  pairs  of  transducers  through  two  comparators 
will  be  discussed  in  the  next  section  on  Timing  Circuitry  (2.3.3). 

Since  the  voltage  across  the  transducers  triggers  the 
comparators  during  transmission,  the  comparators  must  be  disabled 
during  the  transmit  phase  and  enabled  a short  time  before  the  received 
signal  is  expected  to  arrive.  This  pulse  blanking  feature  is  triggered 
by  the  transmit  pulse,  and  is  shown  in  the  Receiver  Timing  Diagram, 
Figure  2.5,  which  serves  as  a guide  to  this  discussion.  Figure  2.6 
is  a block  diagram  of  the  receiver  circuit  which  acts  as  a roadmap 
for  the  path  of  the  waveforms  of  the  Receiver  Timing  Diagram.  The 
letters  on  the  timing  diagram  correspond  to  the  labelled  points  in 
the  block  diagram  where  that  waveform  is  observed. 

The  falling  edge  of  the  TTL  level  comparator  outputs 
trigger  two  flip-flop  circuits  and  a 650  nanosecond  pulse  used  as  an 
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integration  time  base.  A flip-flop  is  a device  which  changes  its 
output  state  when  it  experiences  a specific  transition  on  its  input. 

In  this  case  when  the  comparator  output  goes  from  5 volts  to  0 volts 
(a  high  to  low  transition) , the  output  of  the  flip-flop  goes  high, 
that  is,  from  0 to  5 volts.  A low  to  high  transition  at  the  input 
has  no  effect  on  the  output  state  of  the  flip-flop.  A glance  at 
the  Receiver  Timing  Diagram  will  make  the  operation  of  the  flip-flop 
clear. 

The  comparator  output  which  undergoes  a transition  first, 
that  is,  the  first  pulse  arrival  to  be  sensed,  also  generates  the 
650  nanosecond  pulse  mentioned  previously.  This  pulse  too  is  an 

. input  to  the  flip-flops  and  when  it  ends  both  of  the  flip-flops  are 

reset  to  their  initial  state  (0  volts)  thus  ending  that  phase  of  the 
measurement. 

The  outputs  of  the  flip-flops  are  fed  to  an  integrating 
circuit  in  which  transistors  integrate  the  area  under  the  flip-flop 
output  waveform.  These  integrations  appear  in  time  as  linearly  in- 
creasing ramp  functions.  Since  one  received  pulse  arrives  earlier 
than  the  other,  the  ramp  corresponding  to  the  first  acoustic  pulse  to 
arrive  will  be  at  a higher  voltage  than  the  ramp  from  the  other  trans- 
ducer. The  integrators  are  stopped  after  650  nanoseconds  with  the 
difference  in  voltage  between  the  ramps  being  linearly  proportional  to 
the  travel  time  difference.  This  difference  is  calculated  by  a dif- 
ferencing amplifier  whose  output  is  proportional  to  the  velocity  along 
the  transducer  axis.  This  value  is  digitized  in  360  psec  and  recorded 

* 


75 


' 

! 

i 

linked  to  Q.  The  transmit  command  is  given  and  the  receiving  circuit 
records  the  travel  time  difference  as  in  section  2.3.2.  A CMOS  multi- 
plexer now  interchanges  the  transducers  A and  B so  that  A is  associated 
with  comparator  Q and  B with  P.  The  measurement  is  again  performed 
and  recorded  on  magnetic  tape.  In  the  subsequent  data  processing, 
the  two  values  are  subtracted  from  each  other  thus  nulling  the  errors 
introduced  by  delay  times  in  the  receiver  circuitry  and  doubling  the 
time  difference  signal.  This  assumes  that  these  errors  remain  con- 
stant over  the  two  transmission  cycles  which  lasts  about  30  milli- 
seconds. This  is  reasonable  since  there  is  a lack  of  jitter  in  the 
output  of  the  differencing  amplifier  when  the  transducers  are  kept  in 
a quiescent  bucket  of  seawater. 

In  practice  two  switching  circuits  are  used  employing 
CMOS  multiplexers.  One  acts  as  a distributor  of  triggering  pulses  so 
that  each  pair  of  transducers  is  fired  at  a known  point  in  the  time 
sequence.  The  other  multiplexing  circuit  prevents  acoustic  cross- 
talk in  received  signals.  Crosstalk  can  arise  when  signals  from 
transducers  which  are  not  members  of  the  currently  active  pair  change 
the  shape  of  the  input  waveform  at  the  comparators  thus  contaminating 
the  measurement.  The  phenomenon  was  experienced  on  an  earlier  design 
and  so  a switching  circuit  was  added  to  open  gates  which  channel  only 
the  received  signals  of  interest  into  the  comparators. 

Although  complex,  this  multiplexing  scheme  has  eliminated 
two  possible  sources  of  measurement  error  and  has  performed  flawlessly 
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in  the  field.  Detailed  schematics  of  the  multiplexing  circuits  are 
given  in  Appendix  B (Figures  B.4  and  B.5). 

One  travel  time  difference  measurement  takes  15  milli- 
seconds and  in  order  to  service  all  sixteen  axes,  32  measurements 
must  be  made  taking  a total  of  480  milliseconds.  To  avoid  aliasing 
a sampling  rate  of  1.33  Hz  was  chosen  (the  rationale  for  this  has 
been  given  in  section  2.1.3).  This  means  that  BASS  makes  an  entire 
suite  of  thirty-two  measurements  every  750  milliseconds.  The  actual 
measuring  and  recording  is  done  in  480  milliseconds  and  the  electronics 
are  passive  during  the  remaining  270  milliseconds. 

2.4  Data  Processing 

BASS  uses  a Sea  Data  digital  cassette  recorder  to  store 
the  travel  time  difference  measurements  on  magnetic  tape.  The  least 
significant  bit  (LSB)  recorded  corresponds  to  a velocity  of  0.32'is 
mm/sec,  and  a round  of  32  measurements  every  750  milliseconds  allows 
slightly  more  than  six  hours  of  continuous  recording. 

Once  the  instrument  is  recovered  the  magnetic  tape  is 
read  by  a Hewlett  Packard  2100  computer  using  a standard  cassette 
reading  program  called  CARP,  developed  at  Woods  Hole  for  processing 
Sea-Data  cassette  tapes.  The  twelve  bit  velocity  words  must  then  be 
unpacked  and  expanded  into  sixteen  bit  words  to  be  compatible  with 
the  HP-2100  system  for  processing. 

Being  a new  instrument  system,  computer  programs  were 
needed  for  diagnostics,  calculations  and  graphic  displays.  A family 
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of  more  than  ten  software  routines  was  designed  for  these  purposes. 
The  steps  in  the  processing  were  as  follows: 

Samples  of  the  raw  data  were  plotted  to  check  that  all 
axes  were  operational  and  that  the  instrument  was  working  properly. 
After  this  check,  the  data  was  subjected  to  a wild  point  editing 
program.  Wild  points  are  attributed  to  data  drop  out  due  to  spurious 
signals  in  the  electronics  and  solid  objects  such  as  seaweed  and  even 
fish  entering  the  measuring  volume.  Fortunately,  wild  points  were 
usually  singular  and  the  worst  axis  had  400  bad  points  out  of  the 
more  than  32,000  recorded  on  the  six  hour  tape. 

The  u,  v,  and  w components  of  the  velocity  vector  were 
calculated  using  three  sensing  paths  with  an  adjustment  being  made 
for  the  zero  offset  in  the  electronics  which  will  be  discussed  in 
the  next  section.  The  data  presently  in  this  work  were  taken  in  a 
strong  tidal  flow,  and  except  for  the  twenty  minutes  when  the  tide 
was  changing,  the  mean  current  was  from  either  of  two  directions  dif- 
fering from  each  other  by  180° . Wake  effects  were  held  to  a minimum 
because  the  sensors  were  repositioned  by  divers  once  BASS  was  on  the 
bottom.  This  is  reflected  in  the  fact  that  it  did  not  matter  which 
of  the  three  sensing  paths  were  used  for  the  velocity  vector  computa- 
tions. Plots  of  velocity  using  two  different  sets  of  axes  were 
virtually  indistinguishable;  therefore,  the  same  three  axes  were 
chosen  on  all  four  sensor  pods  for  the  calculations  presented  here. 
The  redundant  axis  did  have  its  use  as  will  be  seen  later. 
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A sixth  order  polynomial  fit  was  applied  to  the  6 hour 
u-velocity  component  to  obtain  the  mean  flow  speed  in  the  x-direction. 
The  x-direction  (longshore)  was  coincident  with  the  mean  flow  direc- 
tion for  the  entire  experiment  except  during  slack  water.  The  cross 
stream  (v)  and  vertical  (w)  velocities  had  means  which  were  zero. 

The  polynomial  fit  allowed  the  u-velocity  fluctuations  to 
be  computed  by  subtraction,  and  the  data  set  was  reduced  to  a time 
series  of  u,  v,  and  w velocity  fluctuations  from  which  root  mean 
squared  values  of  the  fluctuations  and  Reynolds  stresses  were  cal- 
culated. 

Further  processing  was  performed  on  the  data  set  using 
the  HP-2100  Fast  Fourier  Transform  system.  Autocorrelations  and 
cross-correlations  were  computed  along  with  Power  Density  Spectra 
for  the  turbulent  fluctuations  and  Co-Spectra  for  the  Reynolds 
stresses. 

Besides  these  calculations,  many  plots  were  produced 
which  gave  valuable  insights  into  the  selection  of  averaging  times 
and  the  scales  of  intermittency  in  the  boundary  layer. 

In  summary  the  BASS  software  system  and  the  basic  data 
set  of  three  components  of  velocity  fluctuations  plus  the  mean  hori- 
zontal velocity  at  four  points  above  the  bottom  allowed  computation 
of  mean  velocity  profiles , Reynolds  stress  levels,  turbulent  velocity 
intensities,  velocity  correlations,  and  frequency  spectra.  Figure  2.7 
presents  a block  diagram  which  schematically  reveals  the  processing 
path  of  the  data. 
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2 . 'j  Sourcos  of  Error 

There  art;  two  routes  through  which  errors  can  creep  into 
the  velocity  measurements  made  by  BASS.  These  can  be  classified 
as  errors  due  to  the  interaction  of  the  instrument  with  the  fluid, 
that  is,  error  caused  by  the  measurement  technique  itself,  and  errors 
associated  with  the  electronics  and  data  processing. 

The  major  way  in  which  fluid  interactions  effect  the 
measurement  is  through  wake  effects  both  from  the  sensors  and  the 
frame  on  which  the  instrumentation  is  mounted.  Tow  tank  calibra- 
tions have  shown  the  sensors  to  exhibit  directional  response  close 
to  the  ideal  cosine  behavior  up  to  about  20  degrees,  that  is,  when 
a sensor  axis  is  aligned  with  the  flow  closer  than  this  angle,  then 
the  measurement  is  contaminated  by  sensor-- induced  flow  disturbance. 

When  the  measurement  axis  is  coincident  with  the  direction  of  the 
flow,  eddies  shed  by  the  transducer  holders  can  result  in  as  much  as 
a 20%  underestimate  of  velocity.  This  is  the  worst  case  however, 
and  typical  deviations  from  ideal  response  are  between  2%  and  5%. 

Appendix  A shows  response  curves  for  four  speeds  between  4 and  40  cm/ sec. 

The  resolution  of  BASS  is  .33  mm/sec  per  least  significant 
bit,  and  the  overall  accuracy  of  the  measurement  is  estimated  at 
+ .5  cm/sec. 

The  sensor  geometry  has  been  designed  to  minimize  the 
possibility  of  along  axis  flows,  but  if  the  situation  should  exist, 
the  redundant  axis  on  each  sensor  pod  can  be  substituted  for  this  dis- 
turbed axis  in  computing  the  vector  velocity.  It  must  be  remembered 
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that  any  velocity  sensor  will  disturb  the  flow  somewhat;  however, 
the  opened  and  streamlined  design  of  the  BASS  sensor  pods  produces 
far  less  disturbance  them  any  other  sensor  currently  available  for 
three  axis  velocity  measurements. 

The  wake  of  the  mounting  frame  also  presents  disturbances 
to  the  flow  being  measured;  however,  the  sensors  have  been  mounted  in 
such  a way  as  to  reduce  this  effect.  Fortunately  in  the  experiment 
described  for  this  thesis,  the  frame  and  sensors  were  aligned  in 
the  flow  by  divers  who  tried  to  keep  the  sensors  out  of  the  wake 
caused  by  components  of  the  frame.  The  data  indicates  that:  the 
sensors  were  never  in  the  wake  of  the  frame. 

Another  sort  of  flow  disturbance,  and  one  which  is 
difficult  to  detect,  is  the  influence  of  unknown  topographic  fea- 
tures. Secondary  flows  or  wakes  stemming  from  mounds,  hollows,  or 
boulders  on  the  seabed  could  lead  to  misinterpretation  of  velocity 
scales  and  directions.  The  effect  of  an  uncharted  depression  or  bump 
near  BASS  could  result  in  the  instrument  measuring  an  induced  mean 
vertical  velocity,  and  since  continuity  demands  zero  mean  velocity  in 
the  vertical,  this  could  be  mistakenly  attributed  to  instrument  tilt 
rather  than  to  the  topography.  The  only  way  to  be  sure  is  to  make 
a detailed  bottom  survey  of  the  experimental  site,  and  to  observe 
the  levelness  of  the  instrument  itself. 

Two  other  sources  of  error  related  to  the  fluid  are  den- 
sity fluctuations  and  refraction  of  the  acoustic  pulses  due  to  velocity 
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shear.  Density  fluctuations  cause  changes  in  the  speed  of  sound  and 
that  effect  has  been  treated  in  the  discussion  of  the  basic  measuring 
technique  (section  2.1.3).  The  range  of  density  perturbations  en- 
countered in  near  bottom  flows  in  the  sea  is  so  small  that  this  effect 
is  negligible.  Acoustic  refraction  due  to  velocity  shear  would  cause 
acoustic  pulses  to  travel  along  paths  which  are  not  necessarily  the 
shortest  geometric  distance  between  the  transducers.  However,  as  is 
shown  rigorously  in  Appendix  C,  the  travel  time  difference  is  in- 
dependent of  acoustic  path  and  depends  solely  on  the  transducer  spacing 
except  for  pathological  velocity  distributions. 

An  important  consideration  in  the  analysis  of  error  for 
Reynolds  stress  calculations  from  velocity  fluctuation  measurements  is 
orientation  of  the  sensors  with  respect  to  the  flow.  If  the  instrument 
is  tilted  in  relation  to  the  actual  mean  flow  direction,  then  when  the 
vector  components  of  the  velocity  are  calculated,  a portion  of  the 
horizontal  velocity  fluctuations  will  appear  as  vertical  signal.  This 
leakage  of  horizontal  velocity  into  the  vertical  will  give  a false 
contribution  to  the  Reynolds  stress. 

In  the  atmospheric  surface  boundary  layer,  the  work  of  Deacon 
(1968)  and  Pond  (1968)  suggests  estimates  of  the  error  in  Reynolds 
stress  measurements  in  the  range  of  8%  - 10%  for  1°  of  tilt.  Kraus 
(1968)  indicates  that  errors  as  high  as  100%  can  occur  with  a 1°  tilt 
of  the  sensor.  Kaimal  and  Haugen  (1969)  present  sonic  anemometer 
data  which  show  that  large  discrepancies  in  the  momentum  flux  can  be 
observed  between  sensors  of  apparently  identical  design  sampling  the 
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same  flow  even  though  other  statistical  quantities,  such  as  the 
variance,  agree  very  well.  Subsequent  testing  proved  that  small 
alignment  errors  (less  than  2.5°)  were  responsible  for  the  observed 
discrepancies,  and  that  excessively  large  errors  in  the  Reynolds 
stress  determination  occurred  during  periods  of  low  correlation 
between  u and  w. 

Using  the  diagram  below  the  effect  on  Reynolds  stress  com- 
putations of  small  misalignments  of  the  sensor  can  be  analyzed. 

If  the  sensor  is  tilted 
by  an  angle  0 , then  the 
coordinate  transforms 
between  the  velocity 

X fluctuations  measured  in 

the  tilted  reference  frame 

(subscript  m)  and  the  actual  velocities  are: 


um  = ucos#  + vf  sin  # 
vv^  = w cos  u sin  # 


Forming  the  product  u w yields: 

m m 

LW  = UW  CDS1#  + COS#  SW&[wX-  Wl]  - IM 

Considering  small  angles,  that  is,  cos0  * 1 and  sin0  « 0,  the  above 
expression  reduces  to 


= UW  i- 


where  the  overbar  represents  an  appropriate  time  average.  For  typical 
values  of  u2f  w2,  and  uw  (13  minute  averages)  from  the  BASS  data  set, 
equation  2.3  yields  errors  in  the  Reynolds  stress  of  7%,  20%,  and  33% 
for  tilts  of  1°,  3°,  and  5°,  respectively. 

The  absolute  error  in  Reynolds  stress  due  to  tilt  is  thus 
seen  to  be  a function  of  (w2  - u2)0.  The  value  of  u2  is  larger  than 
w2  in  this  data  set  so  that  the  Reynolds  stress  error  due  to  tilt  is 
principally  scaled  by  the  turbulent  energy.  This  varies  by  a factor 
of  2 1/4  from  the  uppermost  sensor  to  the  lowest.  From  a tilt  error 
of  3°  the  Reynolds  stress  error  would  be  1.8,  0.8,  1.25  and  0.8 
dynes/cm2  for  the  sensors  at  26  cm,  46  cm,  96  cm,  and  210  cm, 
respectively. 

Another  way  of  investigating  the  effect  of  tilt  on  the  com- 
putation of  Reynolds  stress  is  to  enter  the  wrong  values  of  sensor 
orientation  in  the  angle  transformation  program.  This  was  done  for 
a piece  of  the  BASS  time  series  during  which  the  mean  streamwise 
velocity  at  96  cm  over  the  bottom  was  32  cm/sec.  Each  of  the  four 
sensors  were  given  effective  tilts  of  3°,  5°,  and  10°,  and  the  averages 
of  all  the  per  cent  errors  in  the  Reynolds  stress  were  12%,  20%,  and 
36%,  respectively.  These  values  compare  well  with  those  obtained 
from  equation  2.3. 

Errors  in  measuring  the  angles  that  the  individual  measure- 
ment axes  subtend  with  the  horizontal  plane  also  cause  errors  in  the 
computed  velocities  and  Reynolds  stresses.  A computer  simulation  of  a 
measurement  error  of  1°  in  elevation  angle  of  an  acoustic  axis  has 
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shown  that  a 1%  error  in  the  Reynolds  stress  can  result-  In  the  con- 
struction of  BASS,  great  care  was  taken  both  in  aligning  the  sensing 
paths  and  in  positioning  the  sensors  on  the  tripod  so  that  the  angles 
the  sensing  paths  subtended  with  the  horizontal  plane  were  known. 

These  angles  were  subsequently  measured  to  1°  in  elevation  and  azimuth. 

The  real  problem  in  Reynolds  stress  measurements  is  that  the 
Reynolds  stresses  have  some  inherently  unpleasant  attributes.  Al- 
though the  measured  streamwise  and  vertical  velocity  components  are 
nearly  Gaussian  in  their  distribution  and  have  known  statistics,  the 
product  uw,  which  determines  the  momentum  flux,  is  far  from  Gaussian 
(Stewart,  1974;  Heathershaw,  1976).  Stewart  points  out  that  the 
theory  governing  the  statistics  of  unusually  distributed  variables  is 
not  well  established,  and  that  there  is  no  theoretical  basis  for 
determining,  for  example,  the  duration  of  the  time  series  required  to 
yield  the  value  of  uw  within  the  given  limits  of  a specific  situation. 

In  a recent  paper  by  Heathershaw  and  Simpson  (1978) , it  is 
shown  that  an  average  sampling  variability  of  ±45%  can  be  expected  in 
Reynolds  stress  measurements  in  the  range  of  1 dyne/cm2  and  down  to 
±10%  in  the  8 dyne/cm2  range.  This  is  due  to  auto-correlations  of  the 
uw  product  extending  over  ten  or  more  successive  samples.  In  other 
words,  an  increased  variability  in  the  measured  Reynolds  stress  can 
occur  due  to  the  fact  that  each  stress  realization  is  not  independent. 
Those  working  with  atmospheric  boundary  layer  data  observe  that  uw 
does  not  "settle  down"  rapidly,  and  it  is  difficult  to  obtain  a value 
before  the  overall  mean  flow  conditions  change  (Stewart,  1974).  The 
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experimental  scatter  which  this  type  of  effect  might  produce  leads  to 
the  questions  of  choosing  the  best  procedure  for  subtracting  the  mean 
velocity  in  order  to  obtain  the  fluctuating  components,  and  of  choos- 
ing the  appropriate  averaging  time  for  the  computation  of  turbulent 
stresses  once  the  mean  has  been  removed. 

As  discussed  previously  in  section  2.4  on  the  data  processing 
for  BASS,  a least  squares  sixth  order  polynomial  fit  was  used  to  define 
the  mean  component  of  streamwise  velocity.  This  choice  was  made  on 
the  basis  of  numerous  computer  experiments  using  techniques  such  as 
fitting  lower  order  polynomials  to  pieces  of  the  data  set  and  sliding 
various  sized  averaging  windows  through  the  data.  Fitting  a poly- 
nomial to  the  entire  time  series  seemed  to  give  the  best  estimate  of 
the  mean,  and  the  only  differences  which  could  be  discerned  among  the 
fifth,  sixth  and  seventh  order  fits  were  near  the  beginning  and  end 
of  the  experiment. 

Regardless  of  the  method  used  to  extract  the  mean,  the  real 
question  is:  how  is  the  error  in  estimating  the  mean  velocity  re- 
flected in  the  computation  of  Reynolds  stress? 

Analytically  this  can  be  seen  by  considering  the  fluctuating 

velocity  components  u and  w to  be  contaminated  by  the  addition  of 

constant  mean  components  u and  w . The  expression  for  the  contaminated 

m m 

Reynolds  stress  is  then: 


(U  + Uj(V\r*MTm)  = 


u w + * u^w  ~umwr«, 

u?  - u,vm  ♦ ujf  * bUW* 


J J 
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Both  u and  w are  zero  by  definition,  and  so  the  above  equation  reduces 


(u*uj(  vr+vr»)  * uw  ♦ u „vrm 


The  term  u w reflects  the  error  due  to  incorrect  estimation  of  the 

m m 

mean  velocities.  A 1 cm/sec  error  in  the  means  would  cause  a 
1 dyne/cm2  offset  in  Reynolds  stress. 

Using  the  diagnostic  data  processing  software  written  for 
BASS,  experiments  were  performed  to  discern  this  effect.  After  sub- 
tracting the  mean,  the  time  series  of  velocity  fluctuations  was  used 
to  form  the  uw  product  which  was  averaged  over  12.8  minutes  (1024 
points)  to  give  the  Reynolds  stress.  By  taking  the  same  fluctuating 
time  series,  but  artificially  adding  a 1 cm/sec  mean  velocity  to  the 
u component  before  averaging,  a Reynolds  stress  was  computed  which 
shows  the  effect  of  an  incorrect  estimate  of  the  mean  velocity.  Re- 
sults of  this  exercise  for  different  sensors  at  various  times  in  the 
experiment  show  stress  errors  in  the  range  17%  - 23%  for  a 1 qm/sec 
error  in  extracting  the  mean. 

Table  2.1  shows  how  the  calculated  stresses  for  profile  E 
varied  for  the  sensors  at  26  cm  and  96  cm.  For  the  26  cm  level 
the  error  is  1.8  dynes/cm2  per  1 cm/sec  added  mean  velocity  while  at 
the  96  cm  level  it  is  .9  dynes/cm2  per  1 cm/sec.  This  is  interpreted 
to  mean  that  the  mean  vertical  velocities  were  1.8  and  .9  cm/sec, 
respectively,  during  this  particular  piece  of  the  time  series.  These 
results  point  out  how  crucial  the  proper  definition  of  the  mean 
velocity  is  on  the  calculation  of  Reynolds  stress. 
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With  these  types  of  errors  in  mind,  a worst  case  error  analysis 
for  Reynolds  stress  can  be  made  by  assuming  a sensor  tilt  of  3° , a 
measurement  axis  misalignment  of  3° , and  a 20%  error  in  Reynolds  stress 
due  to  inaccuracies  in  extracting  the  mean  velocity.  If  these  errors 
are  independent,  the  effect  per  cent  error  is  26%.  Applying  this  to 
the  largest  Reynolds  stress  measured  during  the  experiment  (11.48 
dynes/cm2) , error  bars  of  ±3  dynes/cm2  are  obtained,  and  these  will 
be  assumed  for  the  results  presented  in  Chapter  IV. 

Reynolds  stresses  are  by  definition  time  averaged  quantities , 
and  the  duration  of  the  averaging  interval  is  critical  to  any  conclu- 
sions to  be  drawn  from  Reynolds  stress  measurements.  In  unsteady  flows, 
such  as  in  the  tidal  channel  considered  here,  the  choice  of  the  averag- 
ing interval  is  difficult  since  a long  interval  is  desirable  for 
stability  of  the  estimate  of  Reynolds  stress,  while  a short  one  will 
produce  results  which  are  less  affected  by  changes  in  the  overall  flow 
due  to  unsteadiness. 
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Table  2.2  illustrates  the  effect  of  averaging  length  on 
the  calculation  of  Reynolds  stress  for  a 25.6  minute  piece  (2048 
points)  of  BASS  data  taken  when  the  tidal  current  was  at  its  maxi- 
mum. The  25.8  minute  time  series  was  first  broken  up  into  sixteen 
96  sec  segments  (128  points) , and  the  -puw  product  was  averaged 
for  each  segment.  These  results  are  shown  in  the  second  column. 

The  next  three  columns  show  the  results  of  dividing  the  time 
series  into  8,  4,  and  2 data  segments.  The  values  of  the  computed 
mean,  variance  and  standard  deviation  are  listed  at  the  bottom 
of  each  column.  For  the  12.8  minute  averages,  an  adjacent  25.6 
minute  record  was  added  to  calculate  the  variance.  The  results 
from  the  table  show  the  reduction  in  the  sample  variance  with  longer 
averaging  times.  On  the  basis  of  a number  of  similar  experiments 
at  different  times  in  the  tidal  cycle  and  with  each  of  the  four 
current  sensors,  it  was  felt  that  a 12.8  minute  (1024  points) 
averaging  interval  provided  the  best  estimate  of  the  Reynolds 
stress.  Over  12.8  minutes  the  mean  conditions  were  fairly  steady, 
and  the  value  of  the  Reynolds  stress  was  stable  from  one  12.8 
minute  record  to  the  next.  Doubling  the  averaging  interval,  that 
is,  making  it  25.6  minutes  did  not  significantly  change  the 
variance,  but  changes  in  mean  flow  conditions  were  discernible 
over  that  time  scale. 

In  shallow  water,  swell  can  be  important  in  the  analysis 
of  velocity  fluctuation  measurements.  Wave  orbital  velocities  can 
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Reynolds  Stress  (dynes/cm*)  tor  various  averaqinq  times 

96 

Averting 

time  (sec 
384 

766 

1536 

] 

1195 

2 

9.50 

10.73 

3 

6.26 

9.73 

4 

11.15 

8.72 

5 

13.43 

11.45 

6 

9.74 

1 1.59 

7 

19.17 

13.15 

6 

10.36 

14.77 

9 

15.61 

12.29 

10 

10.40 

13.01 

II 

14.91 

K.  ii 

12 

15.49 

15.02 

13 

952 

13.14 

14 

8.40 

6.96 

i 'j  \ — i 

15 

16.69 

12.17 

16 

14.05 

15.37 

Meav\ 

12.29 

12.29 

12.29 

12.29 

Vdmr\ce 

11.32 

6.4  Z 

2.67 

*(2.57) 

SM  Dev. 

3.36 

2.53 

1.64 

(1.60) 

♦ calculated  wiIVi 

the  use  of  an  additional  25.8  mm. 

segment  of  adjacent  data 

• 

92 


■HP  PHPPP  I 


. _ 


make  substantial  contributions  to  the  root-mean-squared  amplitudes 
of  the  fluctuations.  This  effect  is  difficult  to  evaluate,  but  no 
swell  was  observed  during  the  experiment  treated  here.  As  an 
illustration  of  the  magnitude  of  this  effect,  consider  two  waves  with 
wavelengths  of  20  meters  and  40  meters,  respectively.  The  water 
depth  is  10  meters  so  the  20  meter  wave  will  feel  the  bottom  only 
slightly,  and  its  effect  on  the  near  bottom  velocity  fluctuations 
should  also  be  slight;  the  40  meter  wave,  being  four  times  longer 
than  the  depth,  should  have  a noticeable  effect  in  the  near  bottom 
velocity  field.  Assuming  a wave  amplitude  of  10  cm  and  using  first 
order  linear  wave  theory,  the  resulting  horizontal  velocity  fluc- 
tuations due  to  the  waves  at  2 meters  above  the  bottom  are  on  the 
order  of  1.8  cm/sec  and  5 cm/sec  for  the  20  m and  40  m waves, 
respectively.  Detailed  frequency  analysis  and  perhaps  even  an 
independent  measure  of  the  surface  wave  field  would  be  required  to 
separate  the  wave  effects. 

Considering  the  piezo-electric  crystals  as  part  of  the 
electronics,  the  major  error  associated  with  the  electronics  is  zero 
point  offset.  When  a sensor  is  in  a container  of  water  at  rest, 
the  voltage  that  is  digitized  should  correspond  to  zero  flow  velocity. 
This  is  not  necessarily  the  case  either  in  the  laboratory  or  in  the 
ocean  because  a systematic  offset  voltage  exists  which  is  in  general 
different  for  each  sensor  pair.  Much  effort  was  put  into  tracking 
down  the  cause  of  the  offset,  and  it  was  hoped  that  having  only  one 
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set  of  receiving  electronics  and  using  the  transducer  transposing 
system  discussed  earlier  would  eliminate  it.  These  efforts  reduced 
the  offset,  but  did  not  eradicate  it  completely. 

Zero  point  offset  plagues  both  electromagnetic  and  acoustic 
current  meters,  and  it  is  usually  compensated  for  by  calibration. 

In  the  case  of  the  acoustic  travel  time  velocimeter,  the  true  cause 
of  the  magnitude  of  the  offset  phenomenon  is  unknown,  but  the 
prime  candidates  can  be  enumerated. 

The  most  suspect  component  is  the  piezo-electric  crystal 
itself.  Influencing  factors  such  as  aging,  pressure,  temperature, 
and  applied  voltage  all  can  affect  the  dynamic  and  electrical  behavior 
of  the  transducer.  These  factors  cannot  only  cause  zero  offset,  but 
can  possibly  cause  that  offset  to  change  with  time.  Experiments  with 
the  transducers  used  on  BASS  lasting  over  four  times  the  typical  deploy- 
ment time  have  shown  no  drift  with  pressure.  A six-hour  experiment 
in  a bucket  initially  filled  with  iced  seawater  showed  that  the  off- 
set associated  with  a temperature  change  from  ~0°C  to  20°  was  .6  cm/sec. 
The  crystal  can  be  characterized  by  a transmit  transfer  function  that 
converts  electrical  excitation  into  acoustic  response  and  by  a 
receive  transfer  function  that  converts  acoustic  excitation  into 
electrical  response.  Each  crystal  has  its  own  pair  of  transfer 
functions  that  are  temperature,  pressure,  and  age  dependent.  If  the 
variation  of  transfer  functions  for  two  crystals  match,  no  zero 
drift  is  expected.  If  the  variation  of  each  crystal's  transmit  and 
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receive  transfer  function  is  matched,  there  is  no  zero  drift.  Only 
if  all  four  transfer  functions  vary  independently  is  zero  drift 
observed.  This  remains  the  uncorrectable  error  in  the  zero  point. 

Besides  these  factors  which  change  the  characteristics  of 
the  transducers  and  thus  change  the  zero  point,  the  physical  arrange- 
ment of  the  transducers  can  cause  signals  to  be  received  by  the  front 
end  of  the  receiver  circuit  which  could  result  in  a zero  offset  or 
even  a zero  drift.  Specifically,  if  the  piezo-electric  crystals 
continue  to  ring  after  a pulse  is  transmitted,  this  ringing  voltage 
could  be  superimposed  on  the  received  signal  and  cause  offset  of  the 
zero  point  by  changing  the  shape  of  the  leading  edge  of  the  received 
pulse.  In  the  presence  of  ringing,  large  changes  in  travel  time 
differences  could  occur  with  relatively  small  changes  in  sensor 
spacing  or  the  speed  of  sound.  Aging,  temperature,  pressure  and 
applied  voltage  could  occur  with  relatively  small  changes  in  sensor 
spacing  or  the  speed  of  sound.  Aging,  temperature,  pressure  and 
applied  voltage  could  also  enter  into  the  zero  offset  and  drift 
problem  by  either  enhancing  or  damping  the  tendency  of  the  crystals 
to  ring.  Also,  the  signals  are  travelling  through  a total  of  12 
meters  of  wire  in  going  from  the  electronics  to  the  sensors  and  back, 
and  perhaps  reflections  at  the  terminals  could  also  be  a form  of 
ringing. 

All  acoustic  measurements  face  possible  problems  from 
multiple  acoustic  paths.  In  the  case  of  the  sensors  on  BASS, 
multiple  paths  through  the  water  and,  although  less  likely,  through 
the  transducer  mounting  hardware  could  produce  signals  which  add  to 
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the  true  signal  at  the  comparators  thus  causing  a zero  point  error. 

The  performance  of  some  of  the  electronic  components  in 
the  receiver  circuit  could  also  cause  offset.  The  threshold  level 
on  the  comparators  which  determines  when  a received  pulse  actually 
arrives,  the  slope  and  time  base  for  the  arrival  time  integrator 
circuit,  and  voltage  leakage  from  the  transistors  which  turn  the 
integrators  off  and  on  are  all  dependent  on  the  temperature  of  the 
electronics  housing  and  on  the  supply  voltage  from  the  power  supply. 
These  effects  should  cancel  to  first  order  when  the  transducers  are 
transposed  (switched)  but  subtle  effects  here  could  produce  an  erron- 
eous zero. 

The  zero  point  offset  could  not  be  predicted  a priori 
since  the  experimental  operating  conditions  could  not  be  duplicated 
in  the  laboratory,  and  therefore,  the  offset  had  to  be  adjusted  in 
the  data  processing.  This  was  done  using  laboratory  calibration 
zero  points  as  a guide  and  demanding  that  with  these  adjustments  the 
mean  vertical  velocity  component  was  zero  and  that  when  the  current 
was  at  its  fully  developed  maximum  velocity,  the  mean  horizontal 
velocity  profile  was  logarithmic.  This  assumption  of  a logarithmic 
profile  during  fully  developed  flow  was  based  on  the  repeated  occurr- 
ence of  this  type  of  flow  in  both  field  and  laboratory  studies  of 
fully  developed  turbulent  boundary  layers.  The  zero  offsets  of  the 
individual  measurement  axes  of  each  sensor  were  adjusted,  and  then 
the  three  components  of  velocity  were  computed.  The  worst  case  of 
offset  was  6%  of  full  scale,  and  two  axes  required  no  change  at  all. 
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Although  the  adjustments  are  slight  and  the  technique  reasonable, 
if  they  had  not  been  made,  a constant  15  cm/sec  mean  downward  vertical 
velocity  at  26  cm  above  the  seafloor  would  have  to  be  explained. 

Clearly  this  solution  to  the  offset  problem  was  distasteful  since  the 
hope  was  that  a bucket  calibration  would  be  sufficient,  however,  it 
appears  that  an  in  situ  measurement  of  the  zero  is  necessary. 

The  important  point  is  that  this  adjustment  of  the  zero 
offset  only  serves  to  change  the  level  of  the  mean  component  of 
velocity.  It  has  no  effect  on  the  fluctuating  components.  Changing 
the  offset  in  the  computer  produces  identical  velocity  traces  except 
that  they  are  offset  from  each  other  by  a constant  amount.  Since 
the  mean  is  removed  from  the  u-component  and  the  w-component  has 
zero  mean,  the  adjustment  does  not  contribute  to  any  error  in  the 
calculation  of  -puw. 

Three  courses  are  open  for  removing  the  zero  point  uncer- 
tainty. The  most  satisfying  course  is  to  discover  and  understand 
the  actual  source  of  drift.  If  it  is  crystal  ringing,  damp  it  more 
effectively;  if  it  is  acoustic  multipath,  remove  the  other  paths; 
if  it  is  deterioration  of  the  transducer  assembly,  improve  the  de- 
sign. The  practical  solution  in  shallow  water  is  to  deploy  the 
instrument  with  plastic  bags  over  each  sensor  pod.  These  will 
remove  the  mean  flow  and  provide  an  in  situ  zero  after  which  they 
can  be  removed.  A third  possibility  is  to  physically  interchange 
transducers.  While  this  is  the  proper  approach  from  an  instrumenta- 
tion standpoint,  it  has  numerous  difficulties  including  flow  disturbance, 
mechanical  complexity,  and  impossibility  with  a simple  rotation. 
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CHAPTER  3 
THE  EXPERIMENT 

3.1  Site  Motivation  and  Location 

Originally  the  plan  for  this  research  was  to  investigate 
the  benthic  boundary  layer  in  the  deep  ocean  since,  as  mentioned  in 
the  first  chapter,  there  is  a paucity  of  detailed  deep  sea  boundary 
layer  measurements.  The  instrumentation  was  designed  for  deep  ocean 
operation;  however,  confidence  in  the  measurement  technique  had  to 
be  established  before  a deep  sea  deployment  could  be  planned.  The 
criteria  for  site  selection  were  put  forth  as:  a location  which 
has  a simple  shallow  water  flow  over  a flat  bed,  accessible  to  divers, 
and  where  some  interesting  scientific  and  engineering  data  could  be 
obtained.  The  site  chosen  was  in  Vineyard  Sound  about  one-half  mile 
off  the  Falmouth,  Massachusetts,  shore.  The  chart  in  Figure  3.1 
shows  the  location  of  the  site  and  the  bottom  topography  nearby.  The 
depth  at  the  time  of  the  experiment  was  slightly  greater  than  10 
meters  and  the  bottom  is  characterized  by  a relatively  flat  bed  of 
gravel  having  pebble  diameters  in  the  1 to  2 cm  ranges.  A biological 
coating  tended  to  hold  the  pebbles  together,  and  this  acted  as  ef- 
fective armor  protecting  the  underlying  sand  from  erosion.  Divers 
reported  that  when  the  gravel  was  disturbed,  the  sand  was  swept  away 
readily  at  the  height  of  the  tide. 

The  instrument  sat  level  on  the  bottom,  and  the  orientation 
with  respect  to  magnetic  North  of  the  staff  holding  the  sensors  was 
obtained  by  divers  from  a compass  attached  to  the  bottom  of  the  staff 
which  rested  on  the  sea  bed. 
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3.2  Deployment  and  Measurements 

BASS  was  desiqned  to  be  launched  from  a small  workboat, 
and  on  11  Auqust  1977  it  was  lowered  into  the  waters  of  Vineyard 
Sound  using  the  crane  on  the  M/V  WHITEFOOT,  a 65  foot  tug  boat.  The 
sea  was  calm,  no  swell  could  be  discerned,  and  under  these  favorable 
conditions  the  300  kiloqram  tripod  was  easily  managed  on  deck.  A 
tether  and  small  float  marked  the  instrument's  position. 

Divers  adjusted  the  position  of  the  sensor  staff,  took 
photographs  and  samples  of  the  bottom,  released  dye  to  investigate 
flow  disturbances,  and  measured  the  heights  of  the  sensors  above  the 
bottom.  The  divers  observed  small  baitfish  swimming  around  the  in- 
strumentation and  also  occasional  pieces  of  seaweed  getting  entangled 
on  the  frame. 

The  instrument  was  deployed  slightly  before  slack  tide  to 
make  the  divers'  work  easier,  and  remained  on  the  bottom  for  more 
than  six  hours.  During  that  time  the  WHITEFOOT  remained  on  station 
and  a series  of  hydrographic  profiles  were  taken.  The  electrical 
conductivity  and  temperature  of  the  water  were  measured  as  a function 
of  depth  by  repeated  lowerings  of  SCIMP,  an  autonomous  vehicle  having 
an  internally  recording  CTD  as  one  of  its  sub-systems.  The  data 
amassed  enabled  density  profiles  to  be  computed  and  these  are  pre- 
sented in  the  form  of  o profiles  in  Figure  3.2.  BASS  was  launched 
forty-five  minutes  before  the  first  profile  shown.  Slack  tides  were 
at  1000  and  1352  ETD,  and  the  experiment  was  completed  at  1530.  When 
the  current  was  running  at  its  maximum  rate,  the  hydrodynamic  forces 


100 


on  SCIMP  prevented  it  from  reaching  the  bottom;  this  accounts  for 


the  partial  o profile  at  1150  and  no  profiles  after  1302  h. 

Before  hoisting  BASS  off  the  bottom,  the  divers  were  sent 
down  again  and  they  reported  no  change  in  position  of  the  compass 
needle  and  no  apparent  sinking  of  the  tripod's  leg  into  the  bed. 

A similar  experiment  was  performed  the  previous  day  in  a 
different  site  off  the  south  beach  of  Martha's  Vineyard.  At  that 
location  there  was  a strong  longshore  current  which  had  wave  orbital 
velocities  superimposed.  That  data  will  not  be  presented  here; 
however,  two  important  observations  did  result.  First,  a cursory 
look  at  the  data  shows  that  BASS  is  capable  of  measuring  wave 
orbital  velocities  in  a flow  which  represents  the  combined  effects 
of  waves  and  currents,  and  secondly,  launch  and  recovery  were  readily 
managed  even  in  swells  of  1 to  1.5  meters. 


CHAPTER  4 


EXPERIMENTAL  RESULTS 


4.1  The  Data  Set 

The  data  set  discussed  in  this  chapter  is  a six  hour  record 
of  near  bottom  velocities  in  Vineyard  Sound  at  a depth  of  10  m.  Sen- 
sors were  located  at  26  cm,  46  cm,  96  cm,  and  210  cm  above  the  bottom, 
and  for  each  sensor  the  basic  data  set  consists  of  a time  series  o^ 
velocity  resolved  into  the  rectangular  coordinate  system  defined  in 

% 'Xz 

the  first  chapter.  Recall  that  u is  the  streamwise  component,  v is 
the  cross-stream  component,  and  w is  the  vertical  component;  a tilde 
represents  an  instantaneous  quantity  while  upper  and  lower  case  letters 
signify  means  and  fluctuations,  respectively. 

The  direction  of  the  U component  of  velocity  has  been 
taken  as  parallel  to  the  depth  contours  at  the  location  of  the  experi- 
ment (see  Fiaure  3.1).  The  flow  was  generally  along  this  direction 
during  the  course  of  the  experiment,  and  as  will  be  shown  in  the 
next  section,  the  mean  cross-stream  velocity,  V,  was  nearly  zero 
except  near  times  of  slack  tide. 

Figure  4.1  shows  a typical  piece  of  the  time  series.  This 
is  a thirty- two  minute  segment  of  the  velocity  data  from  a sensor 
26  cm  above  the  bottom,  and  it  shows  the  tide  approaching  slack  water. 
The  figure  illustrates  the  detail  that  the  BASS  sensors  are  capable  of 
providing,  and  also  gives  an  indication  of  the  wealth  of  scales  in 
the  flow.  Only  every  tenth  point  is  plotted;  this  makes  the  plot 


easier  to  read  but  also  causes  some  abruptness  between  adjacent  points. 


(aw/ sec)  v(o*i/sec)  w (cm/scc) 


As  a guide  to  many  discussions  in  this  chapter.  Figure  4.2 
shows  a plot  of  the  entire  time  series  of  the  u-component  of  velocity 


for  the  sensor  at  96  cm.  The  instrument  sampling  rate  is  1.33  Hz 
which  means  there  are  133  data  points  every  100  seconds,  but  in  this 
plot  every  twentieth  point  is  plotted.  Had  every  point  been  plotted, 
the  curve  would  be  a dark  fuzzy  band  on  this  scale.  The  smooth  curve 
through  the  data  is  the  least  squares  sixth  order  polynomial  represent- 
ing the  mean  velocity.  The  time  series  of  u- fluctuations  is  obtained 
by  differencing  the  two  curves.  It  is  interesting  how  the  amplitude 
of  the  u- fluctuations  is  modulated  during  the  half-tidal  cycle.  The 
letters  in  the  figure  are  intended  to  serve  as  guideposts  in  the  follow- 
ing sections. 

4.2  The  Mean  Flow 

4.2.1  Mean  Velocity  Profiles 

As  mentioned  previously  in  the  discussion  of  the  zero  point 
offset  (see  Section  2.5,  Sources  of  Error) , the  zero  points  of  the 
individual  measurement  axis  were  adjusted  slightly  to  force  the  mean 
vertical  velocity  to  be  zero,  and  to  force  a logarithmic  profile  to 
the  mean  horizontal  velocity  at  the  time  of  maximum  current  (between 
points  E and  F in  Figure  4.2).  This  caveat  must  be  kept  in  mind  when 
interpreting  the  mean  velocity  profiles. 

In  order  to  investigate  Reynolds  stresses  in  a non-steady 
flow,  a decision  must  be  made  as  to  the  treatment  of  the  mean  flow. 

The  simple  approach  of  passing  a sliding  average  through  the  time 
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series  misses  the  mark  in  this  case  because  of  the  multiplicity  of 
the  scales  of  the  fluctuations.  As  Figure  4.2  shows,  both  the  ampli- 
tude and  scale  of  the  fluctuations  are  changing  during  the  tidal  cycle. 
If  too  short  an  averaging  time  is  chosen,  some  of  the  larger  scale 
motions  become  part  of  the  mean  flow;  while  if  too  large  an  averaging 
window  is  used,  some  of  the  mean  flow  can  be  superimposed  on  the 
fluctuations.  Both  of  these  cases  can  lead  to  incorrect  calculations 
of  the  Reynolds  stress. 

The  sliding  average  approach  was  tried,  but  it  proved  un- 
satisfactory because  of  the  problems  just  mentioned,  and  so  the  more 
complex  method  of  least  squares  was  utilized  to  fit  a polynomial  to 
the  horizontal  velocity  data.  This  resulted  in  the  mean  horizontal 
velocity  profiles  shown  in  Figures  4.3a  and  4.3b  which  were  derived 
from  plots  akin  to  Figure  4.2  for  all  four  sensor  pods.  Figure  4.3a 
shows  profiles  of  the  mean  U component  of  the  horizontal  velocity, 
while  Figure  4.3b  presents  the  V (cross-stream)  component.  The 
profiles  correspond  to  the  lettered  points  on  the  inset  diagram  which 
is  a schematic  of  Figure  4.2.  The  profiles  are  separated  from  each 
other  by  34  minutes. 

Considering  the  U profiles,  it  is  seen  that  the  current 

* 

was  flowing  East  when  the  experiment  was  initiated  (profile  A) ; it 
quickly  became  slack  (profile  B) , and  then  increased  to  a maximum 
between  profiles  E and  F of  36.4  cm/sec,  210  cm  above  the  bottom. 

At  26  cm  the  velocity  was  28.2  cm/sec. 

Even  with  the  forced  log  profile  between  points  E and  F, 
the  profiles  in  Figure  4. 3a  show  the  gradual  increase  and  decrease 
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of  the  mean  flow,  and  profiles  C through  G are  seen  to  be  approximately 
logarithmic.  Hie  deviations  from  logarithmic  behavior  are  not  totally 
unexpected  since  they  fit  in  well  with  the  theoretical  work  of 
Kajiura  (1964)  who  presents  a criterion  for  fully  developed  oscillating 
boundary  layers  in  terms  of  the  depth  averaged  velocity.  Applying 
those  theore* ' ~al  results  to  the  present  data,  it  is  found  that  for 
the  site  in  Vineyard  Sound,  the  boundary  layer  is  fully  developed 
only  when  the  depth  averaged  velocity  is  greater  than  15  cm/sec.  This 
means  that  logarithmic  profiles,  which  are  a steady  flow  result,  might 
not  be  expected  when  the  depth  averaged  velocity  is  less  than  15  cm/sec. 
This  transitional  point  occurs  between  profiles  B and  C,  and  then 
again  near  profile  I.  Thus,  it  is  possible  that  the  deviations  from 
the  logarithmic  profile  are  due  in  part  to  the  oscillatory  nature  of 
the  flow. 

There  were  considerable  fluctuations  in  the  near  bottom 
sigma-t  structure  (refer  to  Figure  3.2),  and  it  is  possible  that  the 
density  field  could  be  putting  a lid  on  the  bottom  boundary  layer. 
Unfortunately,  there  are  no  CTD  profiles  near  the  bottom  after  velocity 
profile  G,  but  the  sigma-t  profiles  for  the  decelerating  flow  (at 
1227  and  1302  EOT  in  Figure  3.2)  show  increasing  density  variability 
in  the  vertical  in  the  lower  few  meters,  and  it  is  expected  that  this 
trend  would  continue  in  the  presence  of  an  adverse  pressure  gradient. 

By  the  time  the  mean  horizontal  velocity  had  assumed 
profile  H,  the  current  had  been  running  East  for  3 1/2  hours  at  an 
average  speed  of  26  cm/sec  at  the  96  cm  level.  This  means  that  the 
waters  passing  BASS  could  have  come  from  as  far  away  as  3.3  km.  On 


Figure  3.1,  this  would  be  the  easternmost  point  shown.  Flow  disturb- 
ances caused  by  the  current  flowing  through  regions  of  varying  depth 
would  be  advected  downstream  past  BASS  and  could  produce  the  velocity 
structure  shown  in  profiles  H,  I,  and  J.  The  profiles  of  Figure  1.2 
after  Mosby  (1946)  also  show  these  variations  in  the  mean  horizontal 
velocity,  and  in  that  study  topographic  features  were  delineated  as 
the  cause. 

The  mean  cross-stream  velocity  profiles  (Figure  4.3b)  show 
hardly  any  veering  of  the  horizontal  velocity  vector  with  height 
above  the  bottom.  The  maximum  off-shore  flow  is  4 cm/sec  at  profile 
J for  the  sensor  at  210  cm.  Only  at  times  near  slack  tide  are  the 
mean  cross- stream  velocities  greater  than  1 cm/sec;  when  the  flow 
is  fully  developed,  the  mean  V velocities  are  almost  non-existent. 

In  the  next  two  sections,  estimates  of  the  bottom  stress 
will  be  made  by  applying  the  quadratic  drag  law  and  the  logarithmic 
profile  method  to  the  mean  horizontal  velocity  curves  of  Figure  4.3a. 
The  remainder  of  the  chapter  will  deal  with  the  velocity  fluctuations. 

4.2.2  Quadratic  Drag  Law 

In  section  1.2.1  a frictional  drag  coefficient,  cf,  was 
calculated  for  the  site  in  Vineyard  Sound  and  its  value  was  5.0  x 10-3 
referenced  to  Z = 96  cm.  This  was  obtained  assuming  turbulent  flow 
over  a rough  surface  with  a mean  pebble  diameter  of  1 cm.  (The 
mechanics  of  the  computational  procedure  are  found  on  page  248  of 


Daily  and  Harleman  (1966)). 


The  value  of  u*  can  be  obtained  from  the  quadratic  drag 
law  by  substituting  the  definition  of  u*  in  terms  of  Tb  into 

V 

Z 

where  U = Ug6  (the  reference  velocity  for  c^  in  this  case) . This 
results  in  u 


The  results  of  the  computation  are  shown  in  Table  4.1  (cf  = .005). 


A 6 

c 

TABLE 

D 

4.1 

E 

F 

G 

H 

l 

J 

/oo  7.o 

20.0 

30.0 

34.2 

34.3 

3Q7 

256 

17.2 

U, OnW  .50  .35 

1.00 

1.50 

1.71 

1.75 

1.54 

1.29 

.66 

.42 

These  results  are  similar  to  those  obtained  by  investigators 
studying  the  same  type  of  shallow  water  tidal  flows. 

4.2.3  The  Profile  Method 

As  discussed  in  section  1.2.2,  can  be  calculated  from 
the  slope  of  a plot  of  horizontal  velocity  versus  the  logarithm  of 
height  of  the  measurement  above  the  bottom.  Such  a plot  for  the 
data  taken  by  BASS  in  Vineyard  Sound  is  given  in  Figure  4.4;  Table  4.2 
is  a listing  of  the  data  plotted  in  the  figure.  Profiles  A,  B,  and 
J were  not  logarithmic  and  are  not  shown.  These  three  occurred  near 
slack  water  when  the  vertical  distribution  of  horizontal  velocity  was 
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chaotic.  Others  (Mosby)  (1947),  Lesser  (1951),  Sternberg  (1970), 
etc.)  have  observed  deviations  from  logarithmic  profiles,  and  the 
probable  causes  are  those  enumerated  earlier  in  this  chapter  except 
for  the  unique  case  of  Chamock  (1959)  who  put  the  blame  on  a large 
concentration  of  jellyfish  nearby.  This  point  is  brought  up  since 
the  effects  of  suspended  material  in  the  flow  have  been  neglected 
here  and  could  be  important  in  the  deep  sea  as  well  as  in  coastal 
flows  since  suspended  material  decreases  the  value  of  von  Karman's 
constant. 

The  straight  lines  in  Figure  4.4  were  confuted  by  subject- 
ing the  four  measurements  at  each  station  to  a least  squares  linear 
regression.  The  regression  coefficient,  r,  is  given  in  Table  4.2 
as  an  indication  of  goodness  of  fit  to  a logarithmic  profile  (on 
a scale  of  0 to  1) . The  analysis  of  the  log  profiles  hinges  on  the 
validity  of  the  assumptions  made  in  determining  the  zero  offset  as 
mentioned  in  Chapter  2. 

The  value  of  c^  referenced  to  the  96  cm  level  is  also 
given  in  Table  4.2.  It  was  arrived  at  using 


(4.2) 


and  the  results  are  consistent  with  those  of  Chamock  (1959)  and 
Bowden,  Fairbaim,  and  Hughes  (1959)  who  applied  the  profile  method 
under  conditions  similar  to  those  in  Vineyard  Sound.  The  values  of 


Bough  turbulent  flow  as  defined  by  Nikuradse  (1933)  obeys 
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the  criterion  that  the  roughness  Reynolds  number  is  greater  than 
70,  that  is, 

R = ^ > 70 
0 

k^  = equivalent  sand  grain  roughness 
l)  = kinematic  viscosity 

For  typical  values  from  the  data  set,  u*  = 1.5  cm/sec,  10-2  cm2/sec 
and  k,  = 1 cm,  the  roughness  Reynolds  number  is  150  and  the  flow  can 

D 

be  termed  fully  rough.  For  rough  turbulent  flow,  the  value  of  zQ  to 
be  used  is  zQ  = k^/30;  that  is  how  k^  was  computed  in  Table  4.2.  k^ 
should  remain  relatively  constant  if  the  flow  stays  fully  developed 
which  seems  to  be  the  case,  and  the  mean  of  k^  for  the  seven  profiles 
is  1.05  cm  which  is  in  close  agreement  with  the  size  of  the  pebbles 
sampled  by  the  divers. 

If  one  assumes  a roughness  height  of  1.05  cm,  then  by 
applying  the  logarithmic  relationship  u*  can  be  calculated  for 
various  heights  above  the  bottom  provided  the  horizontal  velocity 
at  that  height  is  known.  The  results  of  this  exercise  are  tabulated 
below  and  show  that  u#  is  relatively  constant  over  the  bottom  two 
meters  suggesting  the  existence  of  a constant  stress  region  at  least 
two  meters  thick  from  the  time  of  profile  C to  that  of  H. 
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TABLE  4.3 

A BCDEFGM1J 


2I0CW1  .31  .54  |.06  I.5J  1. 66  1.67  1.59  1.39  1.20  .79 

%Cm  51  35  1.01  |.52  1.73  1.73  I.S5  1.30  .87  .42 

46  CWI  .50  33  1.09  1.52  /.76  1.80  1.68  IM  1.01  .61 

26  Cm  .92  - 1.03  1.53  1.61  1.71  1.57  1.33  .97  .38 

Values  of  u«  for  kk- 1.05  (u*  in  cw/sec) 

Figure  4.5  is  a plot  of  friction  velocity,  ut,  versus  the 
depth-averaged  horizontal  velocity  in  the  lower  2.1  meters.  The  plot 
is  analogous  to  Figure  1.5  (after  Seitz  (1971))  and  shows  a slope  of 
.051  corresponding  to  a drag  coefficient  as  defined  by  Eq.  4.2  of 
5.2  x 10-3.  Seitz'  result  in  an  estuary  yielded  a drag  coefficient 


of  2.8  x 10-3  for  a smoother  bottom. 


4.3  Velocity  Fluctuations  Measured  by  BASS 


The  initial  portion  of  this  chapter  has  dealt  with  the 
mean  horizontal  velocity  profiles  measured  by  BASS,  and  the  results 
that  have  been  presented  are  consistent  with  what  would  be  expected 
in  this  type  of  flow.  Existing  off-the-shelf  instrumentation  would 
have  done  a fair  job  at  producing  similar  results  and  the  story 
would  have  ended  here.  However,  it  is  the  capability  of  BASS  to 
measure  the  three  components  of  velocity  fluctuations  to  an  accuracy 
of  +0.5  cm/sec  that  will  give  novel  insight  into  the  structure  of 
marine  boundary  layers.  The  results  presented  in  the  last  sections 
of  this  chapter  will  validate  the  claim  that  BASS  can  provide  new 
insight  in  this  field. 

The  remainder  of  this  chapter  will  deal  with  the  time 
series  of  the  fluctuating  components  of  the  velocity  field.  A 
typical  segment  of  the  velocity  record  is  shown  in  detail  in  Figure 
4.6.  The  record  is  143  seconds  long  and  shows  the  three  fluctuating 
components  of  velocity  at  a height  of  26  cm  above  the  bottom.  At 
the  time  of  this  record,  the  mean  horizontal  velocity  at  26  cm  was 
'28.0  cm/sec,  and  the  record  corresponds  to  a time  slightly  after 
profile  E in  Figure  4.2.  Data  of  the  type  shown  in  Figure  4.6  has 
never  been  obtained  previously  in  the  marine  environment.  The  other 
attempts  at  measuring  more  than  one  component  of  velocity  fluctua- 
tions; that  is,  Bowden  and  Fairbaim  (1956),  Bowden  (1962),  Gordon 
and  Dohne  (1973) , Seitz  (1973,  Heathershaw  (1976)  and  Smith  and 
McLean  (1977)  have  only  measured  two  components  of  velocity  except 
Seitz  (1973)  who  measured  spectra  of  the  three  fluctuating  components 
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but  produced  no  time  series.  The  time  series  produced  by  BASS  are 
not  only  longer,  but  have  better  resolution  (0.33  mm/sec  per  least 
bit)  and  better  accuracy  (+  0.5  ctn/sec)  than  these  other  instrumenta- 
tion schemes. 

In  looking  at  the  u velocity  trace,  three  scales  of 
fluctuations  can  be  seen.  As  a deliberate  consequence  of  the  expanded 
time  scale,  each  data  point  is  visible,  and  these  point-to-point 
variations  are  responsible  for  the  high  frequency  fluctuations.  The 
bar  next  to  the  time  scale  marker  shows  the  time  spacing  of  velocity 
realizations.  The  next  scale  that  readily  stands  out  contains  fluc- 
tuations of  6 to  7 seconds  in  duration.  This  is  more  apparent  in 
the  u component  than  in  the  other  two.  At  an  advection  velocity  of 
28  cm/sec,  a fluctuation  of  this  duration  might  be  represented  as 
an  eddy  having  a characteristic  horizontal  dimension  of  200  cm. 

There  is  a lower  frequency  visible  in  the  u trace,  and  a 
whole  cycle  has  been  set  off  by  the  arrows  in  Figure  4.6;  it  has  a 
period  of  100  seconds  corresponding  to  a characteristic  eddy  size 
of  about  35  meters  and  is  most  likely  the  result  of  an  upstream  topo- 
graphic undulation. 

This  small  portion  of  the  data  was  chosen  because  it 
illustrates  typical  characteristics  of  the  fluctuation  time  series. 

The  time  scales  just  discussed  are  generally  found  throughout  the 
records  at  all  four  current  meter  locations. 

Now  consider  the  correlations  of  the  velocity  fluctuations 
in  Figure  4.6.  In  scrutinizing  and  comparing  the  u and  w traces, 
the  reader  can  eventually  see  the  tendency  of  negative  horizontal 
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elevations  above  the.  bottom 
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fluctuations  to  be  associated  with  positive  vertical  velocities  and 
vice  versa.  The  correlations  give  rise  to  Reynolds  stresses.  No 
apparent  correlation  can  be  observed  between  the  cross  stream  velocity, 
v,  and  the  other  two  components. 

The  final  item  to  observe  in  the  figure,  which  is  common 
to  all  records,  is  the  relative  amplitudes  of  the  fluctuations.  The 
root-mean-square  values  of  the  fluctuations  will  be  discussed  in  the 
next  section. 

A 400  second  piece  of  the  three  component  time  series  for 
all  four  levels  is  reproduced  in  the  next  three  figures  (4.7,  4.8, 
and  4.9) . The  location  of  mean  profile  E is  indicated,  and  the  mean 
horizontal  velocities  at  levels  1 through  4 are  27.6,  31.6,  34.2, 
and  36.2  cm/sec,  respectively.  These  figures  are  intended  to 
illustrate  the  typical  scales  of  the  fluctuations  and  to  show  the 
correlations  among  the  velocity  signals  at  the  different  levels. 

The  traces  of  the  current  meter  at  26  cm  directly  precede  the  expanded 
trace  of  the  previous  figure  (4.6). 

4.3.1  Root-Mean-Square  Velocities 

Figure  4.10  is  a plot  of  the  root-mean- square  (rms)  values 
of  the  velocity  fluctuations.  Each  point  on  the  graph  represents  a 
1024  point  average  (12.8  minutes);  the  letters  again  correspond  to 
the  mean  velocity  profiles  of  section  4.2.1  which  are  separated  in 
time  by  34  minutes.  Note  that  the  vertical  scale  for  w is  twice  as 
large  as  the  scales  of  u and  v. 
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In  general,  the  rms  values  of  all  three  components  track 
the  horizontal  current  and  reach  their  respective  maxima  when  the 
tide  is  running  at  its  maximum.  Hie  streamwise  and  cross-stream 
values  of  the  rms  velocity  are  of  about  the  same  magnitude  while 
the  vertical  fluctuations  seem  to  be  about  one-half  as  large  as  the 
horizontal  rms  values. 

Looking  at  the  graphs  of  Figure  4.10  individually,  the  u^^ 
plot  shows  the  lowest  sensor  (26  cm)  having  the  greatest  value  most 
of  the  time  except  near  slack  tide  perhaps  reflecting  turbulence 
production  near  the  bottom;  while  the  upper  sensor  (210  cm)  has 
generally  the  smallest  value.  The  maximum  value  of  u^,,  occurs  at 
profile  E having  a value  of  6.0  cnv^sec.  The  consistently  high  values 
of  urms  at  the  lowest  sensor  indicate  high  values  of  normal  Reynolds 
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stress  (-pu*)  at  the  sea  bed. 

The  cross-stream  rms  velocities  show  a maximum  of  5.0  cm/sec 
at  profile  F for  the  uppermost  sensor.  There  is  hardly  any  differ- 
ence among  the  lower  three  sensors,  and  in  fact  they  have  nearly 
identical  values  at  F (4.0  cm/sec)  when  the  current  is  swiftest. 

There  is  more  scatter  of  the  points  on  the  decelerating  tide  than  on 
the  accelerating,  and  this  might  suggest  increased  intermittency. 

The  sensor  at  210  cm  has  cross-stream  rms  values  which  are  larger 
than  the  downstream  values  from  profile  D through  I,  and  since  this 
is  not  true  for  the  others,  it  might  suggest  that  the  sensor  is  at 
a distance  from  the  bottom  where  the  structure  of  the  turbulence  is 
somehow  different,  or  where  different  length  scales  are  dominant. 
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This  same  effect  is  bom  out  by  the  w plot;  the  three 

ms 

lower  sensors  have  values  which  are  tightly  grouped  while  the  upper 
sensor  stands  alone  with  a consistently  higher  value  of  rms  vertical 
velocity.  The  maximum  value  for  the  top  sensor  is  2.7  cm/sec  at  E. 

Averaging  the  ratio  of  rms  velocities  to  mean  horizontal 
velocity  for  all  four  levels  of  the  ten  profiles  yields: 


u = 

.16 

u 

rms 

v_ _ * 
rms 

.13 

u 

w = 

CO 
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u 

rms 

Similarly,  forming  the  ratios  of  v /u  and  w /u 

rms  rms  rms  rms 

yields : 


vrms  “ urms 


w - .5  u 
rms  rms 


Although  data  for  only  one-half  of  a tidal  cycle  were  used  in  cal- 
culating these  ratios,  no  differences  were  found  between  the  ratios 
computed  for  the  accelerating  and  decelerating  phases  of  the  tide. 

Calculations  of  the  rms  values  for  the  velocity  fluctuations 
can  be  used  to  determine  the  turbulent  kinetic  energy  intensity  as 
defined  by  pq2 / ^ where  p is  the  fluid  density  and  q2  = u2  + v2  + w2. 

The  importance  of  being  able  to  measure  the  three  fluctua- 
ting components  of  velocity  is  brought  into  sharp  focus  here. 

Gordon  (1975)^  since  he  cannot  measure  v,  the  cross-stream  component, 
assumes  v2  = .5u2  for  his  calculations  of  q2.  The  measurements 
made  by  BASS  in  Vineyard  Sound  indicate  v2  ■ .8u2  which  means  Gordon's 
estimate  of  v^  can  be  off  by  almost  40%. 


Figure  4.11  is  a plot  of  pq2/2  versus  time  as  represented  by  the 
lettered  velocity  profiles.  The  lower  graph  is  for  the  two  lowest 
current  meters,  and  the  upper  plot  is  for  the  meters  at  96  and  210  cm. 

The  sensor  closest  to  the  bottom  has  the  highest  level 
of  turbulent  kinetic  energy;  while  the  sensor  just  20  cm  above  it 
has  the  lowest.  The  curves  for  the  sensors  at  96  and  210  cm  are 
fairly  symmetric  about  the  point  of  maximum  tidal  current,  but  the 
lower  two  sensors  are  asymmetric  in  this  respect. 

This  is  shown  more  clearly  in  Figure  4.12  which  is  a plot 
of  pq2/2  versus  mean  current  speed.  The  sensor  at  26  cm  shows  a 
hysteresis  of  the  turbulent  kinetic  energy  associated  with  the  phase 
of  the  tide.  This  hysteresis  was  first  pointed  out  by  Gordon  (1975) 
who  claimed  that  it  arose  from  the  adverse  pressure  gradient  of  the 
decelerating  flow  causing  increased  intermittency  and  thus  greater 
turbulent  energy  in  the  fluctuations.  The  other  three  sensors  also 
hint  at  this  effect,  weakly  suggesting  the  validity  of  Gordon’s 
model.  More  than  one  tidal  cycle's  worth  of  data  would  be  necessary 
to  say  anything  conclusive  about  this  energy  hysteresis. 

In  the  next  section,  this  effect  in  regard  to  the  Reynolds 
stresses  will  be  investigated,  and  it  will  be  shown  that  Gordon's 
model  does  not  seem  valid. 

4.3.2  Measured  Reynolds  Stresses 

The  calculation  of  Reynolds  stress  was  made  by  forming  the 
products  -puw,  -puv,  and  -pvw  from  the  time  series  of  velocity 
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fluctuations  and  then  time  averaging.  The  duration  of  the  time 
average  was  768  seconds  (1024  data  points)  which  was  also  the 
averaging  time  used  in  computing  the  rms  velocities  in  the  preceding 
section. 

As  an  example  of  the  instantaneous  values  of  the  uw 
correlation.  Figure  4.13  shows  the  u and  w traces  of  Figure  4.6 
along  with  the  computed  stress  component,  -puw.  (This  data  was 
taken  at  a height  of  26  cm  above  the  bottom,  and  the  mean  velocity 
was  28  cm/sec) . 

This  plot  resolves  Reynolds  stress  events  better  than 

previous  studies  (Heathershaw,  1976;  Gordon  and  Witting,  1977) 

because  the  acoustic  travel  time  sensors  used  on  BASS  have  a noise 

level  almost  an  order  of  magnitude  less  than  the  electromagnetic 

current  meters  used  by  Heathershaw  (1976),  and  BASS  samples  the 

flow  at  nearly  three  times  the  rate  of  Gordon's  instrument.  These 

two  characteristics  allow  increased  resolution  of  high  frequency 

events.  The  intermittency  of  the  stress  is  easily  seen,  as  is  the 

negative  correlation  between  u and  w as  reflected  by  the  predominantly 

positive  values  of  -puw.  When  the  individual  velocity  fluctuations 

were  discussed,  the  time  scales  of  7 sec  and  100  sec  were  mentioned 

as  characteristic  of  the  u fluctuations.  The  Reynolds  stress  trace 

2 

shows  high  stress  events  (greater  than  15  dynes/cm  ) with  durations 
in  the  6 to  7 second  range;  correlations  over  100  seconds  in  duration 
are  not  observed  on  this  plot,  but  the  next  set  of  high  stress  events 
happens  100  seconds  later. 
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A longer  time  series  of  stress  is  given  in  Figure  4.14 
which  presents  -puw  as  computed  from  the  data  for  the  four  sensors 
given  in  Figures  4.7,  4.8  and  4.9.  Ifae  stress  time  series  is  400 
seconds  long  and  the  time  of  profile  E is  marked.  Being  typical 
of  many  portions  of  the  data,  this  plot  shows  a higher  degree  of 
activity  at  the  lowest  sensor  than  at  other  levels.  Coupled  with 
the  results  of  the  last  section,  this  seems  to  indicate  that  not 
only  is  the  turbulent  kinetic  energy  at  a higher  level  closer  to  the 
bottom,  but  the  turbulent  momentum  flux  is  greater  there  also.  The 
detailed  variations  of  Reynolds  stress  with  distance  from  the  bottom 
will  be  discussed  when  the  vertical  profiles  of  -puw  are  presented. 

There  are  some  episodes  in  the  traces  which  show  stress 
events  occurring  at  two  or  more  of  the  sensors  simultaneously;  a few 
of  these  have  been  indicated  in  the  figure  with  arrows.  The  complex 
software  required  to  investigate  the  contributions  of  individual 
stress  events  (sweeps  and  ejections)  to  the  total  momentum  flux  does 
not  yet  exist  in  the  BASS  processing  scheme.  However,  manual  process 
ing  of  the  four  time  series  shown  in  Figure  4.14  indicates  that  of 
the  70  high  stress  events  (-puw  > 30  dynes/cm2)  50  were  characterized 
by  motion  toward  the  bottom  (sweeps) . That  means  that  ejections  made 
up  only  28  per  cent  of  the  large  magnitude  stress  fluctuations.  Tf 
the  model  for  intermittency  in  the  viscous  sublayer  is  extended  to 
the  outer  regions  of  the  boundary  layer,  then  this  result  seems  to 
support  the  contention  that  the  sweeps,  beinq  spatially  diffuse  down- 
ward moving  parcels  of  fluid,  are  greater  in  their  areal  extent  than 
the  ejections  which  are  localized  upward  moving  fluid  jets;  hence  it 
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is  less  probable  that  an  ejection  will  encounter  BASS.  Although 
this  ((‘suit  is  bast'd  on  too  short  a time  series  to  be  statistically 
valid,  it  does  demonstrate  the  potential  usefulness  of  velocity 
fluctuation  measurements  from  BASS  in  sorting  out  the  problem  of 
intermittency  in  the  outer  region  of  marine  boundary  layers. 

Reproduced  in  Figure  4.15  and  4.16  are  profiles  of  -puw 
and  -pvw,  respectively.  Once  again  the  letters  of  the  profiles  cor- 
respond to  those  of  Figure  4.3.  No  profiles  of  -puv  are  presented 
since  the  values  for  this  component  of  stress  were  an  order  of  magni- 
tude less  than  the  -puw  component.  The  error  bars  are  from  the 
analysis  of  error  in  Chapter  II. 

The  profiles  of  -puw  for  the  lower  three  sensors  indicate 
an  approximately  linear  relationship  between  -puw  and  height  above 
the  bed  (at  least  for  profiles  B through  G) . 

The  sensor  at  26  cm  consistently  has  the  largest  value  of 
stress  while  at  the  96  cm  level  there  is  a minimum  in  the  profiles. 

The  Reynolds  stress  then  increases  at  the  210  cm  sensor;  this  increase 
is  a persistent  feature  in  all  the  profiles  of  -puw. 

Similar  behavior  is  seen  in  the  plots  of  the  rms  values 
of  the  fluctuations  versus  time  (Figure  4.10).  The  lower  three  sensors 

have  higher  values  of  u than  the  upper  sensor,  and  the  curves  for 

rms  r 

the  lower  three  sensors  are  tightly  grouped  for  the  u and  w 

rms  rms 

curves  suggesting  that  the  upper  sensor  is  experiencing  a different 
type  of  turbulence  than  the  lower  three. 


Previously  (in  section  1.1)  the  constant  stress  layer 
assumption  was  invoked  to  derive  the  logarithmic  velocity  profile. 


It  was  assumed  that  in  a steady,  uniform,  two  dimensional  shear  flow 
over  a flat  bottom  the  stress  should  be  nearly  constant  near  the 
wall.  For  the  experiment  in  Vineyard  Sound  described  here,  the  con- 
ditions were  hardly  steady,  uniform  or  over  a flat  bottom,  and  so  it 
is  not  surprising  that  the  stress  is  not  constant  at  the  heights 
above  the  bed  where  the  measurements  were  made.  In  fact,  the  vari- 
ability is  slightly  less  than  that  predicted  by  the  statistical 
analysis  of  Reynolds  stress  measurements  done  by  Heathershaw  and 
Simpson  (1978).  It  is  useful,  however,  to  hypothesize  as  to  the 
origins  of  the  stress  gradients  shown  in  Figure  4.15. 

The  steady  state  Reynolds  momentum  equation  given  in 

Chapter  I is: 


„ ...  . . . , viscous  . Reynolds 

Mean  convection  = pressure  gradient  + ^ + 

stress  stresses 


The  steady  state  equation  is  valid  here  if  the  rate  of  change  of  mean 
velocity  with  time  is  assumed  to  be  zero  during  the  averaging  interval 
over  which  the  time  averages  for  Reynolds  stress  were  taken. 

Outside  the  boundary  layer,  the  viscous  and  turbulent 
stresses  can  be  neglected,  and  the  overall  flow  in  the  tidal  channel 
is  governed  by: 

du  _ i ap 
Dt  P dx 
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For  this  large  scale  flow  the  frequency  and  wavelength  of  the  tide  are 
the  scaling  parameters. 

Returning  to  equation  (4.3)  and  applying  it  to  the  flow 
in  the  vicinity  of  the  bottom,  it  is  seen  that  viscous  effects  are 
small  outside  of  the  viscous  sublayer,  and  hence  the  viscous  stress 


terms  iD  can  be  neglected  compared  to  the  Reynolds  stress 

terms.  Equation  4.3  shows  the  pressure  and  Reynolds  stress  gradient 
terms  balancing  the  convective  term.  Specifically,  for  two  dimensional 
incompressible  flow  with  zero  mean  vertical  velocity  (W  = 0) , equation 
(4.3)  renders  the  horizontal  momentum  balance  as: 


' fox  Av  < A -51  ' ^ y 


<3x 


dx 


(44) 


In  order  to  determine  the  dominant  terms  in  (4.4) , the 
order  of  magnitude  of  each  term  must  be  found.  This  requires  the 
identification  of  the  scales  of  length  and  velocity  in  the  flow.  For 
a flat  bottom  with  no  stratification  two  velocity  scales  are  apparent: 
U , the  mean  flow  just  outside  the  boundary  layer,  can  scale  the 
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horizontal  flow  in  the  streamwise  direction,  and  u^ , the  friction 
velocity,  will  be  associated  with  turbulent  motions  in  the  boundary 
layer  itself.  Vertical  distances  can  be  scaled  with  the  boundary 
layer  thickness,  6,  while  horizontal  distances  associated  with  the 

rate  of  change  of  U downstream  can  be  scaled  with  L where  L,  as 

00 

defined  by  Tennekes  and  Lumley  (1972)  is: 


(4.5) 
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For  large  Reynolds  numbers,  it  can  be  assumed  that  u./U  < < 1 
which  implies  that  the  bottom  stress  pu^2  is  small  compared  to  pu^2. 

It  is  also  assumed  that  the  boundary  layer  thickness  6 is  small  com- 
pared to  the  horizontal  length  scale  L,  that  is  6/L  < < 1. 

The  order  of  magnitude  of  each  term  in  (4.4)  can  now  be 

written: 

convective  effects 

pressure  gradient 

(4.6) 

Reynolds  shear  stress 
gradient 


normal  turbulent 
stress  gradient 

The  pressure  term  has  been  scaled  with  pU^2  by  analogy  to  potential 
flow.  The  Jast  term  in  (4.6)  is  negligible  compared  to  the  other 
Reynolds  stress  term  since  6 < < L;  however,  for  an  irregular  bottom 
having  large  scale  topography  3u2/3x  would  scale  with  u^2/£  where  £ 
is  related  to  the  downstream  influence  of  topographic  features.  If 
£ is  of  the  same  order  as  6,  then  this  term  cannot  be  neglected.  This 
case  will  be  treated  later  in  this  section,  but  for  now  3u2/3x  will  be 
considered  small.  This  leaves  three  terms  in  the  streamwise  momentum 
balance. 
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Because  of  the  assumptions  regarding  the  scaling  length  (6  <<  L)  and 
scaling  velocities  (uA  < U^) , this  balance  only  makes  sense  if  the 
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ratio  remains  of  order  1,  that  is,  the  time  scale  of  changes  in 

the  turbulence  6/u^  must  reflect  changes  in  the  overall  flow  time 
scale  L/U  . 


Equation  (4.7)  is  difficult  to  evaluate  in  the  context  of 
the  BASS  measurements  since  only  one  term,  , out  of  the  three  can 
be  obtained  from  the  data  set.  In  addition,  although  the  existence 
of  an  upstream  topographic  feature  is  likely,  no  bottom  survey  was 
taken,  and  so  any  arguments  based  on  the  presence  of  unknown  topographic 
features  must  be  considered  speculation.  It  is  important  to  note  here 
that  the  pressure  gradient  in  4.8  is  acting  over  the  entire  depth 
which  means  it  can  explain  the  decrease  in  stress  with  height  above  the 
bottom  in  the  lower  meter  of  the  boundary  layer,  but  it  cannot  explain 
the  observed  increase  in  turbulent  stress  in  going  from  the  one  meter 
level  to  the  two  meter  level. 

Using  profile  E of  Figure  4.15,  the  maximum  value  of  the 
Reynolds  stress  gradient  during  the  experiment  is  obtained: 


Auw  _ 11.36-2.89  _ _ 0.|2  £W yseci 
A 2 2fc  -96 

Under  similar  conditions  in  the  Irish  Sea,  gradients  of 
this  magnitude  have  been  measured  (Heathershaw  and  Simpson,  1978). 
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These  same  workers  found  both  positive  and  negative  Reynolds  stress 
gradients  at  various  locations  in  the  Irish  Sea.  Smith  and  McLean 
(1977)  present  even  larger  stress  gradients  for  the  flow  in  the 
Columbia  River  where  the  mean  flow  speed  was  ^50  cm/sec;  however, 
those  measurements  were  clearly  made  in  a field  of  sand  waves. 

It  is  instructive  to  see  what  kind  of  balance  results  from 
setting  each  of  the  three  terms  in  (4.7)  to  zero.  Neglecting  the 
turbulent  stress  gradient  yields  the  equation  governing  the  overall 
large  scale  flow  outside  the  boundary  layer. 

If  the  convective  term  is  set  equal  to  zero,  then  the  stress 
gradient  must  balance  the  pressure  gradient,  that  is. 


ph™  ~ 


(46) 


where  h is  the  water  depth.  In  terms  of  the  measured  stress  gradient, 
this  would  mean  that  which  corresponds  to  a sea 

surface  elevation  change  of  12  cm  in  one  kilometer.  Very  large  ac- 
celerations of  the  overall  flow  would  be  produced  by  this  surface 
slope,  but  there  is  no  source  for  such  a large  elevation  change  in 
Vineyard  Sound  where  ^ 10  is  expected. 

Assuming  the  pressure  gradient  to  be  negligible  compared  to 
the  other  terms  in  (4.7),  there  must  be  a balance  between  the  Reynolds 
stress  gradient  term  and  the  convective  term: 


P 


(49) 


143 


■ 


I 


■, 

I. 


. 


-Si* 

I . 

1 1 


(yw  — o — i 

For  a mean  velocity  of  30  cm/sec,  must  be  4 x 10  J sec  1 to 

balance  the  stress  gradient  term.  This  implies  a change  in  velocity  of 
4 cm/sec  in  10  meters  of  streamwise  extent.  One  way  this  could  happen 
is  by  a change  in  the  geometry  of  the  channel.  For  the  velocity  changes 
cited  above  this  means  that  the  bottom  would  have  had  a 13%  slope  at 
the  deployment  site.  The  divers  reported  no  local  slope  near  BASS, 
however,  the  possibility  cannot  be  discounted  without  a detail  sur- 
vey. Figure  4.17  illustrates  a possible  bottom  configuration  for  a 13% 
grade  which  the  divers  might  have  had  difficulty  discerning.  Again, 
since  U is  the  depth  averaged  velocity,  this  analysis,  while  explain- 
ing the  magnitude  of  the  stress  gradient,  does  not  explain  the  increase 
in  stress  in  going  from  the  sensor  at  96  cm  to  the  one  at  210  cm. 

It  is  physically  unrealistic  to  imagine  either  the  convec- 
tive term  or  the  pressure  gradient  term  to  be  negligible  in  Equation 
(4.7),  however,  all  the  terms  in  the  equation  must  be  considered  in 
terms  of  the  averaging  scales  over  which  measurements  are  made. 

The  pressure  is  an  averaged  quantity  integrated  over  the  water's 
depth,  and  the  pressure  gradient  is  usually  measured  over  the  largest 
scale  in  the  flow.  In  contrast,  the  convective  acceleration  and 
Reynolds  stress  gradient  are  quantities  highly  dependent  on  the  local 
geometry  of  the  bottom.  A small  bump  or  depression  in  the  sea  floor 
1/2  m)  causing  a local  pressure  gradient  would  be  reflected  in  the 
mean  horizontal  velocity  gradient  and  in  the  Reynolds  stress  profile. 

The  overall  pressure  gradient  would  hardly  be  affected  if  the  bump  was 
small  compared  to  the  depth.  The  stress  gradients  which  were  balanced 
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in  Equation  (4.7)  extended  only  over  a small  fraction  of  the  depth, 
and  were  measured  at  a single  point  in  the  horizontal  plane  thus  being 
subject  to  local  topographic  influences.  It  is  felt  that  the  observed 
stress  profiles  are  a consequence  of  the  local  dynamics  induced  by  an 
upstream  bump  and  should  be  interpreted  in  that  context. 

Assuming  an  upstream  bump  exists  and  that  the  stress  profiles 
are  correct,  it  is  possible  to  hypothesize  a physically  plausible 
situation  to  explain  the  profiles  dynamically. 

Returning  to  Equation  4.4: 


P 


3x 


~dP  <$UVf  _ 

ax  p az  ^ax 


and  noting  that  in  the  presence  of  an  upstream  feature  3u2/3x  will 
scale  not  with  L but  with  i which  is  a horizontal  length  related  to 
the  flow  disturbances  generated  by  the  bump.  The  convective  term  can 
be  neglected  if  the  assumption  is  made  that  3U/3x  = 0 over  a flat 
bottom  a few  bump  radii  downstream. 

The  above  equation  becomes : 


aP  _ duyy 

ax 


av£ 

ax 


(4.10) 


This  equation  shows  the  turbulent  shear  stress  gradient  on  a fluid 
parcel  being  balanced  by  the  gradient  of  normal  stresses  due  to  the 
local  pressure  gradient  and  to  the  gradient  of  turbulent  velocity 
fluctuations  in  the  x direction.  These  fluctuations  have  been  enhanced 
by  the  presence  of  the  bump.  A few  radii  away  from  the  upstream  fea- 
ture, the  pressure  gradient  can  be  assumed  to  be  zero,  and  using  the 
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definition  of  Reynolds  stress. 


T’  = , the  balance 


becomes 


— 

az  'ax 


(4.10 


indicating  that  both  gradients  must  have  the  same  sign. 

From  profile  E of  Figure  4.15,  it  is  seen  that  the  shear 
stress  gradient  is  negative  in  the  lower  meter  of  the  boundary 
layer,  and  positive  from  the  one  meter  level  to  2.1  meters.  The 
gradient  of  the  normal  stress  must  balance  this.  Figure  4.18  illus- 
trates how  this  might  occur.  The  line  labelled  u2  can  be  con- 

max 

sidered  the  mean  path  of  the  eddies  shed  from  the  bump.  Since  the 
mean  flow  is  changing  slowly  with  time,  it  can  be  expected  that  the 
flow  disturbances  would  follow  this  path  in  a fairly  regular  manner. 
From  the  figure  it  is  seen  that  the  gradients  of  the  normal  stresses 
are  in  the  correct  sense  to  balance  the  Reynolds  stress  gradients. 
The  magnitude  of  the  changes  in  normal  stress  with  streamwise  dis- 
tance can  be  estimated  by  using  the  value  of  u2  at  the  current  meter 

at  96  cm  to  be  u2  . From  the  plot  of  u versus  time  in  Figure 
max  rms  3 

4.10,  the  curve  for  the  sensor  at  96  cm  lies  above  the  u curves 

rms 

for  the  sensors  at  46  cm  and  210  cm.  The  sensor  at  26  cm  has  the 
highest  values  of  u^^  but  it  is  influenced  not  only  by  the  bump 
but  also  by  locally  generated  bottom  turbulence.  For  the  sensor 
96  cm  above  the  bed  u2  = 25  cm2/sec2  at  the  time  of  profile  E. 
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Equation  4.11  can  now  be  used: 


f 


A X AUl 

^2=/°T"  ” 


.0/2 


Substituting  Au2  = 25  cm2/sec2  yields  a value  of  l = 20 
meters  which  is  a realistic  length  scale  for  the  flow  under  con- 
sideration. In  the  next  section  it  will  be  shown  that  the  "average 
size"  of  the  horizontal  extent  of  the  eddies  computed  from  the 
autocorrelation  of  the  time  series  is  about  8 meters.  Considering 
all  the  assumptions  made  in  this  analysis,  these  two  numbers  are 
relatively  close. 

Although  the  proposed  situation  as  illustrated  in  Figure 
4.18  is  somewhat  contrived,  it  does  explain  the  observed  profiles, 
but  more  importantly  the  analysis  points  out  the  necessity  of  sampl- 
ing the  flow  in  the  horizontal  plane  as  well  as  in  the  vertical. 

Another  approach  for  using  the  stress  profiles  is  to 
assume  that  the  average  of  the  stresses  measured  by  the  lower 
three  sensors  is  the  Reynolds  stress  in  the  "constant"  stress 
layer.  Using  u^2  = - uw,  the  friction  velocity  can  be  calculated. 
Table  4.4  gives  values  of  the  average  uA  in  the  lower  meter.  It 
was  computed  by  assuming  u#2  = - uw  and  averaging  the  three 
sensors. 
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TABLE  4.* 


D E F G 

1.71  2.63  25b  2.17 


H I J 

1.29  1.16  1.02 


These  values  are  slightly  higher  than  those  of  Tables  4.1  and  4.2 
which  were  calculated  from  the  quadratic  drag  law  and  log  profile 
method,  respectively.  The  variations  among  the  values  in  the  three 


tables  are  probably  due  to  the  differences  in  averaging  times  used. 
Table  4.1  and  4.2  used  the  mean  profiles  which  can  be  considered 
34  minute  averages  while  the  Reynolds  stresses  were  computed  on  a 
10  minute  average.  Also,  the  log  profile  method  used  all  four 
sensors;  while  only  Ugg  was  used  for  the  drag  law,  and  only  the  lower 
three  values  of  -uw  were  used  in  the  eddy  correlation  method. 

Figure  4.19  shows  plots  of  Reynolds  stress  versus  mean 
velocity  for  all  four  sensors.  Two  things  are  apparent  in  the 


- 

* 


figure.  Firstly,  there  is  no  significant  hysteresis  at  any  of  the 
four  levels.  This  is  contrary  to  the  results  of  Gordon  (1975),  but 
this  lack  of  hysteresis  has  also  been  pointed  out  by  Bowden  et  al 
(1959)  and  more  recently  by  McCave  (1973)  and  Bohlen  (1977). 

The  second  point  of  interest  is  the  way  in  which  the  Reynolds 
stress  at  the  210  cm  level  varies  almost  linearly  with  mean  current 
speed  while  the  functional  relationship  between  -puw  and  U for  the 
lower  three  measurement  points  does  not  seem  to  be  linear  at  all. 

This  again  suggests  a difference  in  the  scaling  of  the  processes 
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qovorninq  the  structure  of  stresses  above  and  below  the  one  meter 
level. 


4.3.3  Correlations  and  Integral  Scales 

Auto-correlations  of  u,  v,  and  w,  and  cross-correlations 
of  -uw  were  calculated  for  three  segments  of  the  time  series  of 
velocity  fluctuations.  The  three  sections  of  data  represented 
conditions  when  the  flow  was  accelerating,  decelerating,  and  when  it 
was  at  its  maximum  flow  rate.  This  latter  case  can  be  considered  a 
quasi-steady  period.  Computations  were  made  on  time  series  which 
were  4500  seconds  long  (6144  data  points) , and  this  was  done  at  the 
four  current  meter  elevations.  Figure  4.20  shows  two  plots  of 
correlation  coefficients,  R(t),  versus  lag  time  for  the  sensors  at 
26  cm  and  210  cm  during  the  period  when  the  current  was  swiftest. 

The  figure  illustrates  the  general  tendencies  observed  for  most  of 
the  auto-  and  cross-correlations.  The  first  zero  crossing  for  all 
velocity  components  usually  occurred  in  the  range  of  70  to  100  seconds, 
and  after  this  the  oscillations  about  zero  of  the  correlation  co- 
efficient were  + .07.  For  lag  times  less  than  about  forty  seconds, 
the  u component  always  had  the  greatest  value  of  the  correlation 
coefficient,  followed  by  v and  w in  descending  order.  The  correlation 
coefficient  of  the  -uw  cross-correlation  was  always  less  than,  but 
close  to,  that  of  the  u-component.  In  general,  for  lags  less  than  10 
seconds  there  was  a decrease  in  correlation  going  from  the  lowest 
sensor  to  the  highest;  however,  for  longer  lag  times,  the  upper 
sensors  at  96  and  210  cm  indicated  better  correlation  than  those 
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below,  and  this  points  to  more  organization  in  the  flow  structure 
at  larger  scales.  In  terms  of  the  model  for  the  constant  stress 
layer,  this  concurs  with  the  idea  of  the  characteristic  scaling 
length  being  proportional  to  distance  from  the  wall;  that  is,  the 
size  of  the  eddies  should  become  larger  further  from  the  wall. 

Bowden  and  Fairbaim  (1956)  have  presented  results  which  show  higher 
correlations  at  greater  distances  from  the  wall  for  all  values  of 
lag  using  time  series  of  only  3.5  minutes  duration  (see  Figure  1.4). 

Considering  whether  the  state  of  the  tide  affects  the 
correlation  coefficients,  it  was  found  that  there  are  no  strong 
differences  between  the  accelerating  flow  and  the  quasi-steady  flow 
at  maximum  current;  however,  the  correlation  coefficients  for  the 
decelerating  flow  were,  in  general,  higher  at  lags  between  0 and 
15  seconds  for  all  correlations,  perhaps  being  indicative  of  increased 
intermittency.  For  example.  Table  4.5  below  compares  u,  w,  and  -uw 
for  lag  times  of  2,  5,  and  10  seconds  during  full  and  decelerating 
currents  for  the  sensor  at  210  cm.  After  15  seconds,  there  was  no 


systematic  variation 

among  the  correlations 

at  the  three  stages  c 

the  tide. 

Log  time  (sec) 

Full  Tide 

Decelerate  Tide 

Ru  R«w  R* 

R«  R»  Rw 

2 

36  .30  .25 

.50  M .31 

S 

30  .IS  .IS 

A7  .32  .22 

IS 

,13  .05  .05 

.25  .20  .10 
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In  Section  1,  the  concept  of  integral  scale  was  intro- 
duced along  with  its  definition;  for  example,  the  integral  scale 


for  the  u-component  is: 

I ,=  uf 

1 — o Jo 

with  U being  the  mean  horizontal  velocity,  R being  the  correlation 
function  and  t being  lag  time. 

Recalling  that  the  integral  scales  are  measures  of  the 
characteristic  eddy  size  (Tennekes  and  Lumley,  (1972)),  Figure  4.21 
shows  the  functional  relationship  between  integral  scales  and 
distance  above  the  bottom.  The  values  for  the  mean  curves  at  the 
four  heights  in  the  figure  are  tabulated  in  Table  4.6. 

TABLE  16 


Height  (cm) 

Uo*0 

LyM) 

U(M 

210 

75 

4.5 

3.2 

% 

9.1 

4.6 

2.0 

46 

4.2L 

5.1 

3.1 

26 

5.0 

4.6 

27 

Mean 

6 .4 

4.6 

2.5 

The  values  for  Ly  and  1^  are  relatively  constant  while  L 
indicates  two  scales  '8.3  m and  '4.6  m with  the  larger  scale  occurring 
further  from  the  wall.  This  last  result  also  suggests  the  idea  of 
two  different  scaling  lengths  governing  the  structure  of  turbulence 
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in  the  lower  two  meters.  The  value  of  1^  * 2.7  at  26  cm  above  the 
bottom  suggests  that  simple  mixing  length  arguments  which  generate 
the  log  profile  might  be  invalid  in  a flow  in  which  multiple  length 
scales  exist. 
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The  preceding  sections  of  this  chapter  have  been  devoted 
to  an  analysis  of  the  measurements  made  by  BASS  in  Vineyard  Sound. 

The  measurements  have  been  presented  to  demonstrate  the  usefulness 
and  capabilities  of  BASS  as  a tool  for  studying  marine  boundary 
layers.  The  response  of  the  sensors  to  mean  flows  has  been  demon- 
strated in  the  tow  tank,  however,  validation  of  the  measured  Reynolds 
stresses  has  not  been  possible  for  lack  of  an  independent  means  of 
measuring  these  stresses.  It  is  the  purpose  of  this  section  to 
discuss  alternative  approaches  which  might  be  used  to  give  an  in- 
dependent confirmation  of  the  Reynolds  stress  measurements  made  by 
BASS.  The  experiments  considered  here  have  not  been  executed  be- 
cause of  the  constraints  of  time,  economics,  and  availability  of 
facilities  and  equipment.  They  will  serve,  however,  as  a basis  for 
future  work  in  investigating  both  the  acoustic  travel  time  sensors 
and  the  nature  of  the  computations  involved  with  Reynolds  stresses. 

Traditionally,  the  way  to  verify  a new  measurement 
system  is  to  use  it  to  measure  a known  quantity.  Unfortunately 
Reynolds  stresses,  being  terms  in  a turbulence  model,  are  only 
predictable  to  the  extent  to  which  the  model  correctly  represents 
the  actual  flow.  Influencing  factors  not  considered  in  the  model 
could  have  a marked  effect  on  the  measured  Reynolds  stresses  in  a 
given  situation.  Because  of  possible  unknown  influences  on  the  flow, 
it  is  difficult  to  predict  the  value  of  the  Reynolds  stress  at  a 
given  location  in  a large  flume  or  water  tunnel.  Validation  of 
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Reynolds  stress  sensors  in  such  a facility  would  be  impractical 
because  of  the  difficulties  in  differentiating  among  the  effects 
of  the  model,  the  unknown  influences  in  the  flow,  and  the  measure- 
ment characteristics  of  the  sensor  itself. 

An  alternative  to  this  approach  of  verifying  a new  measure- 
ment technique  is  to  adequately  validate  all  the  elements  used  in 


the  derivation  of  the  measurement  under  the  assumption  that  the 
superposition  of  the  elements  does  not  add  an  unknown  effect.  This 
is  the  tack  taken  here. 

Calibration  experiments  in  a flume  have  been  used  to  con- 
firm the  directional  response  of  the  BASS  sensor  to  mean  currents 
(as  discussed  in  Chapter  II) . In  order  to  better  understand  its 
performance  as  a stress  sensor,  the  sensor's  response  to  flows 
which  fluctuate  in  a known  manner  must  be  checked. 

Caution  should  be  exercised  in  performing  this  type  of 
verification  because  several  effects  can  be  present  due  to  an 
unsteady  flow  which  do  not  occur  in  the  steady  flow  case.  The 
structure  of  the  sensor  may  induce  flow  disturbances  which  could 
cause  the  response  to  fluctuations  to  be  different  from  the  steady 
flow  response.  The  individual  measurement  axes  are  serviced  sequen- 
tially, and  the  time  delay  between  measurements  (30  ms)  could  produce 
phase  shifts  in  an  unsteady  flow  which  affect  the  correlation  of 
the  u and  w components.  Fortunately,  it  is  a relatively  simple 
matter  to  perform  tow  tank  tests  to  see  the  magnitude  of  these 


effects. 
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A method  to  test  the  phase  response  of  the  acoustic  travel 
time  sensor  is  to  perform  a tow  tank  experiment  in  which  the  sensor 
is  oscillated  in  the  tank.  By  orienting  the  sensor  in  such  a way 
that  the  sensor's  vertical  axis  is  tilted  at  a 45°  angle  to  the 
horizontal  axis  of  the  tank,  the  u and  w axes  of  the  sensor  will 
be  at  45°  to  the  horizontal,  and  the  response  of  these  axes  to 
horizontal  flows  should  be  the  same  in  magnitude  but  of  opposite 
sign  (see  Figure  4.22).  The  envisioned  experiment  could  use  the 
Woods  Hole  Tow  Tank/Flume  (20m  x lm  x lm)  as  the  test  facility. 
Various  frequencies  of  oscillation  will  be  used;  the  point  being 
that  the  correlation  between  u and  w should  be  independent  of  fre- 
quency. The  ratio  of  the  measured  uw  product  to  the  mean  squared 
horizontal  velocity  of  the  oscillating  sensor  should  be  a constant, 
that  is, 

UW-  _CVsm45“)  (-Vcos45*)  _ 

v*  W 

The  acoustic  travel  time  sensor  is  a volume  averaging 
device,  and  it  should  therefore  be  insensitive  to  turbulent  mo- 
tions which  have  characteristic  eddy  size  smaller  than  the  15  cm 
averaging  scale  of  the  sensor.  This  small-scale  turbulence  in- 
sensitivity can  be  verified  in  flume  experiments  in  which  grids  of 
various  mesh  spacings  are  positioned  upstream  of  the  sensor.  Cal- 
culations of  uw  and  of  the  spectra  of  fluctuating  velocity  compo- 
nents will  show  the  effects,  if  any,  of  small  scale  turbulence 
on  the  stress  measurements. 
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In  a grid  turbulence  type  of  experiment,  the  sensors 
will  be  subjected  to  an  input  signal  of  unknown  detail  but 
predictable  statistics.  This  is  closer  to  the  conditions  BASS 
will  experience  in  the  ocean  than  the  oscillations  of  a towing 
carriage. 

An  extension  of  the  experiment  is  to  deliberately  produce 
local  flow  disturbuances  by  placing  the  electronics  housing  or  struc- 
tural members  from  the  tripod  in  the  flume  upstream  of  the  sensor. 

The  characteristic  signature  of  tripod-induced  flow  disturbances 
can  be  deduced  from  this  type  of  test. 

Coupled  with  the  grid  turbulence  experiment,  an  indepen- 
dent validation  of  the  measurement  could  be  made  by  also  sampling 
the  flow  with  a velocity  sensor  which  is  more  sensitive  than  the 
BASS  sensors,  and  which  has  proven  response  characteristics  such  as 
a hot  wire  flow  meter.  Intercomparisons  of  not  only  the  mean  flow 
measurement  traits,  but  also  of  velocity  fluctuation  spectra  would 
aid  in  evaluating  the  performance  of  the  acoustic  travel  time 
sensors . 

Besides  attempting  to  validate  the  Reynolds  stress 
measurements  in  the  laboratory,  additional  information  about  the 
sensors  can  be  gained  from  field  experiments.  Although  the  sensors 
have  been  shown  to  be  identical  in  their  response  to  mean  flows, 
an  experiment  subjecting  all  the  sensors  to  the  same  level  of 
turbulent  stress  needs  to  be  performed  to  demonstrate  that  all  four 
sensors  give  the  same  Reynolds  stress  for  the  same  fluctuating  velocity 
field.  To  accomplish  this,  all  four  sensors  could  be  mounted  on  a 
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horizontal  staff  so  that  there  is  a 50  can  spacing  between  sensors. 

The  staff  would  then  be  attached  to  the  BASS  tripod  to  monitor  the 
flow  one  meter  above  the  bottom.  The  experimental  site  should  be 
similar  to  the  site  in  Vineyard  Sound,  that  is,  a channel-like 
flow  over  a relatively  flat  bottom.  In  light  of  the  results  pre- 
sented earlier  in  this  chapter  concerning  the  effects  of  unknown 
bottom  topography,  it  is  essential  that  all  future  field  experiments 
include  a detailed  topographical  survey  of  the  deployment  site. 

Upon  deployment,  divers  should  orient  the  staff  to  be 
perpendicular  to  the  mean  velocity.  In  this  way  all  the  sensors  . • 

will  be  measuring  approximately  the  same  velocity  field  at  identical 

4 

distances  above  the  seabed.  As  an  independent  check,  another  velocity 
sensor  using  a different  measuring  technique  (hot  wire  or  electro- 
magnetic current  sensors)  could  be  attached  to  the  staff  in  order 
to  make  comparisons  of  the  Reynolds  stress  measurements  made  by  the 

different  techniques.  j 

Obviously,  the  success  of  such  an  experiment  relies  heavily 
on  the  assumption  of  horizontal  homogeneity  of  the  turbulence  in 
the  flow.  It  is  critical  to  ensure  that  there  are  no  upstream  dis- 
turbances from  either  the  tripod  or  features  on  the  bottom  which 
might  give  rise  to  horizontal  inhomogeneities  in  the  flow.  The 
dependence  on  the  assumption  of  spatial  homogeneity  can  be  reduced 
if  the  positions  of  the  sensors  were  to  be  permuted  during  deployment. 

The  problem  would  then  be  one  of  assuming  temporal  stationarity  which 
should  be  valid  over  short  time  invervals  (<  15  minutes) . Changing 
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the  positions  of  the  sensors  in  a strong  current  will  be  a difficult 
task  for  divers.  A viable  alternative  might  be  to  permute  the  sensors 
in  a large  flume. 

To  summarize,  in  this  section  laboratory  and  field  ex- 
periments have  been  proposed  to  confirm  the  performance  of  BASS  as 
a Reynolds  stress  sensor.  The  laboratory  experiments,  using  a tow 
tank  and  flume  have  been  designed  to  establish  the  response  of  the 
sensors  to  unsteady  flow:;  and  differing  scales  of  turbulence. 
Additional  flume  experiments  will  then  intercompare  the  acoustic 
travel  time  sensor  with  another  velocity  sensor  which  is  above  re- 
proach in  its  transient  response  performance.  Flow  disturbances 
will  be  introduced  upstream  of  the  sensors  in  order  to  obtain  base- 
line data  for  distances  caused  by  the  structure  of  the  BASS  tripod 
itself.  In  conjunction  with  these  laboratory  experiments,  a field 
experiment  has  been  proposed  which,  besides  comparing  the  acoustic 
sensors  with  a more  sensitive  sensor,  will  intercompare  the  individual 
BASS  sensors  to  confirm  that  they  give  the  same  value  of  Reynolds 
stress  when  subjected  to  the  same  flow  field.  It  is  felt  that  by 
executing  these  two  classes  of  experiments,  a better  understanding 
can  be  gained  of  the  errors  involved  in  the  measurement  technique, 
and  thus  more  confidence  can  be  expressed  for  the  results  obtained 
from  BASS  data. 
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CHAPTER  5 


SUMMARY  AND  CONCLUSIONS 


5.1  BASS 

The  major  goal  of  this  research  has  been  to  develop 
instrumentation  capable  of  making  superior  measurements  of  the 
velocity  structure  in  a marine  boundary  layer.  The  data  from 
BASS  is  the  test  of  the  accomplishment  of  this  goal;  the  instrument 
performed  its  task  well,  and  provided  both  mean  vector  velocity 
profiles  and  measurements  of  the  Reynolds  stress  and  turbulent  fluc- 
tuations near  the  bottom  in  Vineyard  Sound.  In  its  maiden  sea- trial, 
fifteen  out  of  sixteen  of  the  acoustic  axes  on  BASS  worked  faultlessly 
Since  each  sensor  contains  a redundant  axis,  the  failure  of  one  axis 
did  not  affect  the  capability  of  resolving  the  velocity  vector  into 
three  rectangular  components.  The  zero  offsets  were  not  determined 
before  the  experiment  and  had  to  be  adjusted  after  the  fact  by  forc- 
ing a zero  vertical  mean  velocity  and  a log  profile  at  maximum  ebb. 

Both  of  these  growing  pains  were  eliminated  in  a recent  deployment 
of  BASS.  In  situ  measurements  of  the  zero  point  were  obtained  by 
covering  the  current  meters  with  floodable  plastic  bags  to  simulate 
the  no-flow  condition  in  the  working  environment;  the  bags  were 
subsequently  removed,  and  velocity  data  collection  was  initiated. 

The  data  collected  in  this  field  study  demonstrate  some 
key  points  which  were  not  accessible  with  previous  instrumentation. 
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These  are: 


- Measurements  of  u,  v,  and  w,  are  required  for  the 
calculation  of  the  intensity  of  turbulent  kinetic 
energy  (pq2/2) . The  assumption  used  by  Gordon 
(1975)  of  v7  = .5  u7  was  shown  to  underestimate 
v7  by  nearly  40%. 

- Measurements  of  Reynolds  stress  must  be  made  at  a 
number  of  points  above  the  bottom  in  order  to  show 
the  variation  of  these  apparent  stresses  with  height 
above  the  solid  boundary.  Also,  from  vertically 
separated  measurements  of  stress,  the  effects  of 
multiple  length  scales  in  the  flow  can  be  better 
understood. 

Simultaneous  measurements  at  four  points  above  the 
bottom  showed  that  high  Reynolds  stress  events  some- 
times occurred  at  all  four  sensor  locations  at  the 
same  time,  indicating  the  spatial  extent  of  the 
flow's  intermittency . 

- Faster  sampling  rates  and  reduced  noise  in  the  acoustic 
travel  time  sensors  provide  a clearer  picture  of  the 
structure  of  high  frequency  Reynolds  stress  events. 

All  of  the  sensors  and  components  for  BASS  have  been 

designed  and  tested  for  deep  ocean  experiments,  and  the  successful 

measurements  described  in  this  study  are  an  important  first  step  in 

paving  the  way  for  deep  sea  studies  of  the  benthic  boundary  layer. 

The  experience  gained  in  successfully  handling  the  rather  awkward 

tripod  from  a small  vessel  should  aid  in  the  future  deployments 

from  a rolling  ship.  Future  work  will  include  a frame  with  less 

flow  disturbance. 


5.2  The  Mean  Flow 

The  six  hour  time  series  of  velocity  at  the  four  current 
meter  locations  in  the  lower  two  meters  provided  mean  velocity  profiles 
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for  half  of  a tidal  cycle.  The  experiment  showed  that  the  logarith- 
mic velocity  profile  was  a prevalent  feature  of  the  boundary  layer, 
however,  it  was  sometimes  deformed  owing  to  the  unsteadiness  of  the 
flow  or  possibly  the  disruption  of  the  flow  by  large  scale  upstream 
topographic  features. 

From  the  slopes  of  the  logarithmic  profiles  the  mean 
friction  velocity,  ut,  for  the  period  when  the  boundary  layer  was 
fully  developed,  was  found  to  be  1.60  cm/sec;  while  the  value  of 
1.56  cm/sec  for  u^  was  obtained  by  using  an  estimate  of  the  drag 
coefficient  for  the  conditions  in  Vineyard  Sound  and  then  applying 
a quadratic  drag  law.  The  logarithmic  profile  approach  also 
rendered  roughness  height,  k^,  commensurate  with  the  1 cm  diameter 
pebbles  observed  by  divers. 

5.3  Velocity  Fluctuations  and  Reynolds  Stress 

Examination  of  the  velocity  records  from  BASS  showed 

the  complexity  of  the  motions  in  the  boundary  layer.  The  levels 

of  the  u,  v,  and  w velocity  fluctuations  increase  with  increasing 

tidal  velocity  at  all  four  levels  above  the  bottom,  reaching  their 

maximum  rms  values  when  the  current  was  the  strongest.  The  relative 

rms  amplitudes  of  the  streamwise  and  cross-stream  fluctuations  were 

about  equal,  but  the  vertical  rms  value  was  half  as  large  as  either 

horizontal  component.  The  lowest  sensor  tended  to  have  the  highest 

value  of  u ; the  upper  sensor  having  the  lowest  for  a given  point 
rms 

in  time.  This  is  interpreted  as  being  a consequence  of  the  production 
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of  turbulence  near  the  sea  floor  due  to  the  increased  velocity  shear. 
Calculations  of  the  intensity  of  turbulent  kinetic  energy  also  suggest 
this  conclusion. 

One  of  the  surprising  results  which  emerged  from  the 
calculation  of  the  Reynolds  stresses  was  the  way  in  which  the  magni- 
tude of  puw  would  go  through  periods  of  relatively  mild  fluctuations, 
and  then  suddenly  the  fluctuations  of  the  stress  would  become  violent. 
These  intermittent  episodes  alternated  in  time,  but  if  the  correspond- 
ing u and  w signals  were  viewed  without  reference  to  the  uw  product, 
it  was  difficult  to  notice  from  the  individual  velocity  fluctuations 
any  difference  between  the  quiet  and  the  tumultuous  periods  of  stress 
fluctuations. 

The  intermittency  of  the  stress  was  quite  noticeable, 
and  by  analyzing  a 400-second  portion  of  the  record  at  all  four 
levels,  it  was  found  that  the  mean  duration  of  high  stress  events 
(-puw  > 30  dynes/cm2)  was  5 seconds  and  that  more  than  70%  of  these 
events  could  be  classified  as  sweeps  rather  than  ejections.  This 
latter  result  caui  be  explained  by  the  more  diffuse  areal  extent  of 
sweeps  in  contrast  to  the  localized  nature  of  the  ejections. 

The  profiles  of  Reynolds  stress  indicated  that  the  flow 
which  was  sampled  in  Vineyard  Sound  was  governed  by  two  scale  lengths  - 
the  smaller  affecting  the  velocity  structure  in  the  lower  meter  of 
water,  and  the  larger  reducing  the  stress  in  the  lower  layer  and 
influencing  the  upper  reaches  of  the  boundary  layer.  The  former  is 
thought  to  be  due  to  the  local  bottom  roughness;  while  it  is  speculated 


that  the  latter  stems  from  a larger  roughness  length  associated  with 
topographic  protrusions  upstream  of  the  experimental  site. 

The  Reynolds  stress  profiles  also  showed  that  the  largest 

stresses  occurred  at  the  lowest  sensor,  and  that  the  magnitude  of 

the  turbulent  stresses  tracked  the  speed  of  the  tidal  current.  At 

its  maximum,  the  bottom  stress,  t.  , reached  a value  of  almost  14 

b 

dynes/cm2  as  calculated  by  extrapolating  the  results  of  the  Reynolds 
stress  calculations  to  the  sea  bed.  The  error  bars  for  the  stress 
measurements  from  BASS  were  ±3  dynes/cm2.  It  is  no  wonder  that  the 
bed  at  the  site  of  the  experiment  consists  of  coarse  pebbles  bonded 
together  with  a biological  armor  - all  lighter  materials  are  swept 
away  with  each  tide.  The  mean  value  of  uA  from  the  Reynolds  stress 
measurements  in  the  lower  meter  was  1.9  cm/sec. 

The  results  from  one-half  tidal  cycle  presented  here  show 
no  hystersis  in  Reynolds  stress  in  relation  to  favorable  or  adverse 
pressure  gradients.  However,  the  results  for  the  intensity  of  tur- 
bulent kinetic  energy  do  hint  at  the  possibility  of  such  a phenomenon 
especially  in  the  region  very  close  to  the  bottom. 

Perhaps  the  most  important  result  from  the  stress  profiles 
measured  by  BASS  is  the  limited  usefulness  of  making  stress  measure- 
ments at  one  location  in  the  horizontal  plane  if  the  bottom  has  topo- 
graphic features.  The  topography  and  gradients  of  both  the  mean  and 
fluctuating  components  of  velocity  must  be  measured  to  properly 
interpret  the  profiles  of  Reynolds  stress. 
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Calculations  of  auto-  and  cross-correlations  of  the 
velocity  fluctuations  indicated  that  the  correlation  coefficients  for 
lag  tiroes  less  than  10  seconds  were  higher  at  the  lower  current  sen- 
sors; while  for  longer  lag  tiroes,  the  upper  two  sensors  showed 
larger  correlation  coefficients  indicating  the  occurrence  of  larger 
eddies  at  increasing  distances  from  the  wall.  This  agrees  with  the 
mixing  length  assumption  used  to  derive  the  logarithmic  profile  in 
that  there  are  increasingly  larger  eddies  as  the  distance  from  the 
solid  boundary  is  increased;  however,  the  magnitude  of  the  integral 
scales  calculated  from  the  data  seem  to  suggest  that  multiple  length 
scales  were  present  which  would  invalidate  the  mixing  length  approach. 

Finally,  much  of  the  personal  satisfaction  derived  from 
this  research  has  come  from  playing  a major  role  in  providing  the 
oceanographic  community  with  an  instrument  capable  of  confidently 
probing  the  structure  of  bottom  boundary  layers,  and  it  is  hoped 
that  the  results  presented  here  will  aid  others  in  their  attempt  to 
unravel  the  intricacies  of  boundary  layers  in  the  sea. 
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APPENDIX  C 


Proof  that  the  travel  time  difference  is  independent  of  acoustic  path 


(Williams,  personal  communication) 

Due  to  refraction  by  velocity  shear,  the  acoustic  path  between  the 
transducers  is  not  in  gereral  the  geometric  path.  However,  the  reciprocal 
acoustic  path  is  the  same  so  the  line  integral  to  follow  is  the  same  for 
the  two  directions  with  only  the  sign  of  dl  and  the  limits  of  integration 


reversed. 
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So  far,  this  is  exact  and  path  independent.  Actually  only  a 
discrete  number  of  paths  can  have  rays  interconnecting  the  transducers 
(a  requirement  of  d'Alembert's  principle  that  for  a ray  to  exist,  the 
travel  time  as  a function  of  path  perturbation  must  be  a local  minimum) 
as  long  as  the  velocity  structure  is  not  pathological.  The  fastest  of 
these  paths  is  the  one  that  concerns  us. 

It  is  assumed  next,  that  the  fastest  path  is  the  same  in  both  direct- 
ions which  is  reasonable  except  for  nearly  isochronal  but  widely  displaced 
paths.  Thus  the  last  equation  above  is  the  one  describing  the  measured 
time  difference  in  Bass  for  the  first  arrival  path. 

Now  that  a single  path  has  been  selected,  an  approximation  must  be 
made  to  simplify  the  expression. 
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This  is  now  manageable  and  represents  an  integral  along  the  acoustic 
path  of  the  velocity  component  in  the  direction  of  the  ray. 
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